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Abstract 
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Despite several previous investigations, the direct correlation between the elbow 
joint angle and the activities of related muscles is still an unresolved topic. The 
sEMG signals were recorded from biceps brachii (6x8 electrodes, 10mm IED, 
=3mm) and brachioradialis (1x8 electrodes, 5mm IED, =3mm) of ten 
subjects. The subjects were asked to perform isometric elbow flexion at five joint 
angles with four contraction levels with respect to the maximum contraction 
(MVC) at that joint angle. The RMS values of biceps brachii (BB) and 
brachioradialis (BR) are computed within 500ms epoch and averaged over the 
muscle’s active region . These values increase along as force increases regardless 
the joint angle. Concerning the different joint angle, we found that as the arm 
extended, the RMS values of seven subjects decreased, while the RMS values of 
three subjects increased. This behavior suggests different strategies of muscle 
contribution to the task in different subjects but may also be attributed to the 
technical issues discussed in Chapter 2 - 7. 
Prior to this investigation, several issues related to the sEMG signals recording 
and processing were evaluated. Analysis on the effect of different elbow joint 
angle on the position of the innervations zone (IZ) of biceps brachii muscle 
indicates that the IZ shifts distally 249mm as the subjects extend their arms. 
Thus to assure sEMG signal recording, a grid of electrodes is selected instead of 
bipolar electrodes. 
The issue of spatial aliasing, which has not been addressed before, was studied. 
Greater electrode’s diameter implies higher spatial low pass filtering effect which 
gives an advantage as anti-aliasing filter in space. On the other hand, this low 
pass filtering effect increase the error on the power for  the single sEMG image 
(=10mm, 10mm IED) to 313.5% compared to the continuous image. Larger 
IED introduces RMS estimation error up to 18% for the single sEMG image 
(15mm IED). However, taking the mean of a group of maps, the error of the mean 
is negligible (<3%). 
Furthermore, the envelope of the rectified EMG has been investigated. Five 
digital low pass filters (Butterworth, Chebyshev, Inverse Chebyshev, and 
Elliptic) with five different orders, four cut off frequencies and one or bi -
directional filtering were tested using simulated sEMG interference signals. The 
results show that different filters are optimal for different applications. Power 
line interference is one of the sources of impurity of the sEMG signals. Notch 
filter, spectral interpolation, adaptive filter, and adaptive noise canceller with 
phase locked loop were compared. Another factor that affects the amplitude of 
sEMG is the subcutaneous layer thickness (ST). Higher contraction level and 
greater elbow joint angle lead to thinner ST. RMS values tend to decrease for 
thicker ST at a rate of 1.62 decade/decade. 
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 Introduction of sEMG recordings from biceps brachii at different force levels and 
elbow joint angles 
 
State of the art 
 
Human elbow joint and surrounding muscles 
The complexity of the elbow joint provides us with a stable flexion and 
extension mechanism, slight medial and lateral mobility, and medial-lateral 
rotation [1]. It allows us to accomplish various activities of daily living such as 
dressing, hygiene, tying a shoe, eating, using a telephone, and opening a door. 
These activities are accomplished with a varied arc of motion [2]. Muscles 
around the elbow joint not only provide a dynamic stabilizer but also provide 
movements. 
The primary flexors of the elbow are the brachialis (BS), the biceps brachii (BB), 
and the brachioradialis (BR) muscle (see Figure 1). The biceps brachii muscle has 
two heads at its origin, i.e. the short and long heads. Each of them is attached to 
the coracoid process and superior glenoid aspect respectively. At the distal, this 
muscle inserts on the radial tuberosity. The brachialis muscle originates on both 
the humerus and the intermuscular septum and inserts on the anterior side of the 
proximal ulna. The elbow flexor muscle, which runs exclusively across the 
elbow, is the brachioradialis. The brachioradialis originates from the 
intermuscular septum and the lateral aspect of the distal humerus and inserts on 
the distal radius. 
From the biomechanics point of view, the muscle that has the greatest mechanical 
advantage is brachioradialis while the muscle that suffers from a poor mechanical 
advantage is the brachialis [1]. This mechanical advantage is expressed as greater 
moment arm as shown in Figure 2 [3]–[6]. 
 
 
Figure 1. The anatomy of the elbow flexor muscles: biceps brachii, brachialis, and 
brachioradialis.The image is taken from [7]. 
1 
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Figure 2. The moment arm of each muscle is changing depends on the elbow joint angle. Eight 
muscles are presented in this plot: brachioradialis (BR), biceps brachii (BB), brachialis (BS), 
extensor carpi radialis longus (ECRL), flexor carpi radialis (FCR), extensor carpi ulnaris (ECU), 
anconeus (AN), and triceps brachii (TB). This plot is reproduced from [5]. 
 
 
Since the force around the joint must be in equilibrium and its balance should 
lead to a zero resultant [1], the coordination of muscle activation to exert certain 
force should exist. As the consequence of variation on the muscle’s moment arm, 
the force contribution of each muscle for the same loads also changes according 
to the joint angle. In the isometric contraction, the torque contribution of BB 
(both heads) increases at a greater elbow joint angle while for the other elbow 
flexor muscles (BR and BS) the torque contribution decreases [8]. 
 
Normalizing force 
The forces around the joint must be in equilibrium and their balance should 
lead to zero resultant [1]. As the consequence of variation on the muscle’s 
moment arm, the force contribution of each muscle for the same loads also 
changes according to the joint angle. In the isometric contraction, the torque 
contribution of BB (both heads) increases at greater elbow joint angle while for 
BR and BS muscles, the torque contributions decrease [8]. 
To produce a certain amount of force, the muscles need to contract. It has been 
demonstrated that the maximum force exerted by the elbow flexor muscles 
(MVC) depends on the elbow joint angle (see Figure 3). The joint angle was 
observed to have a significant effect on the resultant MVC force for both flexion 
and extension of the elbow joint [9]. 
1 
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Figure 3. The MVC force on elbow flexion () and extension () depends on the elbow joint angle. 
Plot reproduced from [9] 
 
Normalization of the force must be set to allows a proper comparison of muscle 
activation. The force normalization can be made with respect to the maximum 
force produced at one arbitrary angle or to the maximum force produced at each 
joint angle. The first method of normalization assumes that for each joint angle 
the muscles produce the same torque. Since the MVCs at different joint angles is 
different, the percentage of force produced by the muscle at the reference joint 
angle will not reflect an equal force percentage at the other joint angles. 
The second method is normalization with respect to the MVC at each joint angle. 
In this work, the second method of normalization is used thus the percentage of 
force to its MVC is maintained. 
Up to this point, there are two factors that affect contraction of the elbow flexor 
muscle: the elbow joint angle and the force exerted by the muscle. One of the 
methods to analyze the muscle contraction is through the biophysical signal 
generated by the motor unit of the muscle, named electromyogram (EMG).  
 
EMG, force, and elbow joint angle 
The relationship between an EMG signal amplitude and a force (torque) has 
been addressed in the literature, e.g. [9]–[11]. The relationship demonstrates that 
the amplitude of the EMG increases non-linearly along with an increasing force 
level. On the other hand, the relation between the EMG signal amplitude and 
joint angle has been and is still discussed with diverging results [9], [12]–[14]. 
One hypothesis by Uchiyama et al [12] is, that the envelope of the rectified EMG 
decreased as the subjects flexed their arms. Doheny et al [9] reported no 
difference in the RMS value of the EMG as the arm flexed. In contrast, Kleiber et 
al [13] and Werder et al [14] demonstrate that the envelope of the rectified EMG 
increased as the subjects flexed their arms. 
1 
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These contradictory results might arise as the consequence of inaccurate sEMG 
signal acquisition. Although a guideline for bipolar electrode placement has been 
developed [15], still the recorded signals can still be affected by several factors 
such as the shifts of innervation zones (IZ) due to changing of the elbow joint 
angle. The IZ was reported to shift up to 30mm distally [16] as the subjects 
extended their arms. This issue is important since the IZ could alter the sEMG 
signal recording, i.e. the amplitude of the EMG signals recorded in single 
differential configuration is nearly zero (see Figure 4) [17], [18]. Although the 
general locations of the IZ for both superficial elbow flexor muscles (BB and 
BR) are known (see Figure 5) [19], the result is still vulnerable unless the location 
of the IZ was detected before attaching the bipolar electrode.  Therefore, a linear 
array or grid of electrodes is suggested for this purpose[20]. 
 
 
Figure 4. The single differential signal obtained from biceps brachii muscle contracted at 70% MVC 
shows that the amplitude of the signals is lower at the IZ. The image was taken from [21]. 
 
 
Figure 5. Common IZ location of the biceps brachii short head and long head obtained from 40 
subjects (20 males and 20 females). The pink area in each figure shows the range of IZ location. The 
edges of the red area show the location of IZ for 25% and 75% of the subjects. The figure depicted 
from [19]. 
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In this study, a 2D grid of electrodes is used to avoid the issue of the IZ shifts. 
SENIAM recommendations [15] indicates required bipolar electrode 
configurations but not for a linear array nor a grid of electrodes. To my 
knowledge, a guideline for the 2D electrodes’ configuration does not exist. 
Therefore, the second part of this thesis (Evaluating a grid of electrodes) is 
dedicated to investigating optimal 2D electrode configurations: a) the electrode 
size (Chapter V), b) the sEMG spatial bandwidth (Chapter VI), and c) the effect 
of IED on sEMG spatial RMS (Chapter VII).  
Another issue that might reduce the quality of the recorded signal is power line 
interference. Even with good skin preparation and the use of well -designed 
instrumentation this interference still appears. Therefore, an adequate signal 
processing method is needed [22]. The investigation of several signal processing 
methods to attenuate the power line interference is addressed in Chapter II.  
After assuring that the measurement system and the pre-processing method of the 
signal are sufficient, an investigation on the correlation between the EMG 
recorded from biceps brachii and brachioradialis is presented in the third part of 
this thesis. 
 
 
Objectives 
This Ph.D. thesis contributes to the research field through the analysis and 
interpretation of multichannel surface EMG signals during different elbow joint 
angle and contraction level. Furthermore, evaluation of spatial characteristic of 
the recorded sEMG signals which have not been addressed before was studied. 
The main objectives of the thesis were to: 
1. establish the optimal configuration of the 2D surface EMG detection systems 
in order to allow a correct sEMG features estimation; 
2. evaluate different digital low pass filtering techniques to obtain the envelope 
of sEMG; 
3. assess a suitable method to attenuate power line interference; 
4. study the effect of subcutaneous layer thickness on the sEMG recording ; 
5. examine the effect of elbow joint angle and force level on the sEMG RMS 
amplitude; 
 
 
Structure of the Thesis  
This work is structured in three parts. 
Part 1. EMG signal processing: Methodological issues  
This section focuses on methodological issues concerning signal acquisition and 
processing. Chapter I includes a brief introduction to the anatomy structure of an elbow 
joint angle and surrounding muscles, the issue of normalization, and the effect of 
1 
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innervation zones on the bipolar recording. Chapter II reports a study of different signal 
processing techniques to attenuate the power line interference on the multichannel 
simulated monopolar sEMG signal. 
Chapter III describes an investigation of the advantages and disadvantages of several digital 
low pass filters that can be used to obtain the envelope of the rectified interference sEMG 
signals. Evaluations were made on the root mean square error between the ARV of the 
output and input signals, the rise time of the output signal, the computation time, and the 
delay. Furthermore, in Chapter IV, the effect of the subcutaneous layer on the sEMG signal 
recordings is discussed. 
Realizing that a bipolar recording is not sufficient, we use a 2D grid of electrodes. Since a 
guideline of 2D electrodes configuration does not exist the second part of this thesis is 
dedicated to investigate this issue. 
Part 2. High density detection systems: evaluating optimal configuration 
Chapter V describes the effect of electrode size on the power of a sEMG map at an 
instantaneous time. The monopolar sEMG signals were recorded using a grid of electrodes 
(16x8, =1mm, and IED of 5mm or 200 samples/m). 
To define an optimal IED, we evaluate the spatial bandwidth of the sEMG in Chapter VI. 
Two definitions of sEMG spatial bandwidth are presented. Later on in Chapter VII, the 
error of the RMS value caused by different IED is investigated. 
Part 3. Elbow joint angle and force: effect of  the recorded EMG 
The third section (Chapter VIII) is focused on the study of the sEMG recorded from 
biceps brachii and brachioradialis. The aim of these studies is to demonstrate the behavior 
of the two superficial elbow flexor muscles due to different joint elbow angles and 
contraction levels through the analysis of EMG signals. 
 
 
Main results and future perspectives 
Part 1. EMG signal processing: Methodological issues  
The results of the studies reported in Chapters II, and III showed that different methods 
of processing the sEMG signals might change the output results and that these changes 
could be crucial. As shown in Chapter II, the use of the Notch filter to attenuate the power 
line interference will change the shape of the signal since it removes the frequency 
component of the power line as well as the sEMG. The study reported in Chapter III 
showed that the choice of the digital low pass filter properties should be selected carefully 
based on the application and the consideration of the trade off. 
The recorded sEMG is also affected by the thickness of the subcutaneous layer. The finding 
in Chapter IV shows that the RMS values decrease as subcutaneous layer thickness 
increases. 
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Part 2. High density detection systems: evaluating optimal configuration 
A guideline for a 2D detection systems is not yet established. Therefore, the purpose of 
Chapters V, VI, and VII in this thesis is to figure out the optimal configuration of a 2D 
detection systems (e.g. a grid of electrodes). The analysis of the sEMG signals recorded 
from biceps brachii using a grid of electrodes (16x8, =1mm, and IED of 5mm or           
200 samples/m) demonstrates that the error of a sEMG map power and RMS are increased 
along with a greater diameter of the electrodes and a larger IED. 
In addition, two definitions of spatial sEMG bandwidth are proposed in Chapter VI to 
investigate the optimal IED that satisfies the Nyquist-Shannon theorem. Based on the 
threshold of 95% power, the sEMG spatial bandwidth in 90% of the cases lies between                
25.0-87.5 cycle/m. On the other hand, the sEMG spatial bandwidth in 90% of the cases lies 
between 9.4 – 59.4 cycle/m based on the threshold of the amplitude of spectral line (>5% of 
the spectral peak). 
Part 3. Elbow joint angle and force: effect of the recorded EMG 
The analysis of the effect of the elbow joint angle and the force level indicated that the 
sEMG increases along with a higher force level but might not be affected by the elbow 
joint angle (Chapter VIII). Furthermore, the EMG amplitude depends on the strategy of the 
muscle contribution as some subjects show similar activity among both heads of the biceps 
brachii while other subjects show higher activity on the short head of biceps brachii. 
However, there is no general pattern of this activation. 
Future studies will be aimed to confirm recent preliminary evidence about the spatial 
sEMG bandwidth especially on the effect of windowing (size of the grid of electrodes). The 
present work can be further extended to investigate on the effect of joint angle and force to 
the sEMG of elbow flexor muscles in dynamic condition. 
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Power Line Interference Attenuation in Multi-channel 
sEMG signals: Algorithms and Analysis 
S. D. H. Soedirdjo, K. Ullah, and R. Merletti, “Power Line Interference Attenuation 
in Multi-channel sEMG signals : Algorithms and Analysis,” in 37th Annual 
International Conference of the IEEE Engineering in Medicine and Biology Society 
(EMBC), 2015, vol. 2, pp. 3823–3826. 
 
Abstract 
Electromyogram (EMG) recordings are often corrupted by power line 
interference (PLI) even though the skin is prepared and well -designed 
instruments are used. This study focuses on the analysis of some of the recent and 
classical existing digital signal processing approaches that have been used to 
attenuate, if not eliminate, the power line interference from EMG signals. A 
comparison of the signal to interference ratio (SIR) of the output signals is 
presented for four methods: 1) classical notch filter; 2) spectral interpolation;    
3) adaptive noise canceller with phase locked loop (ANC-PLL); and 4) adaptive 
filter, applied to simulated multichannel monopolar EMG signals with different 
SIR. The effect of each method on the shape of the EMG signals is also analyzed. 
The results show that ANC-PLL method gives the best output SIR and lowest 
shape distortion compared to the other methods. Classical notch filtering is the 
simplest method but some information might be lost as it removes both the 
interference and the EMG signals. Thus, it is obvious that notch filter has the 
lowest performance and it introduces distortion into the resulting signals.  
 
Introduction
Electrical activity of the muscle can be measured from the skin surface over 
the muscle through surface electrodes in either monopolar or bipolar form. 
Several algorithms can be applied to the electromyogram (EMG) recordings to 
obtain muscle physiological and anatomical information. Most of these 
algorithms assume that the recorded EMG has an adequate quality, i.e. high 
signal to interference ratio (SIR). Even with good skin preparation and the use of 
well-designed instrumentation, various noises and interferences still affect the 
recorded EMG signals in practical conditions. One of these interferences is 
power line interference (PLI). 
A power line that provides power to measurement devices also produces an 
electromagnetic field which may couple with a biopotential measurement system 
[1]. The fundamental frequency of these fields is 60 Hz in North America or     
50 Hz in Europe and its harmonics. Improvement of the instrument by utilizing 
some hardware methods such as active electrodes, driven-right-leg circuit, virtual 
ground circuit, electrode-skin impedance equalization, and guarding systems has 
been proposed to reduce PLI but the interference may still be present in the 
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recorded signals due to limitations of the hardware. Thus to attenuate this 
interference digital signal processing (DSP) methods need to be used [2]. 
A number of digital signal processing techniques are available for reducing 
the PLI from EMG signals. Each method has its own limitations and 
complexities. In this study, some classical and recent methods like  1) notch filter, 
2) spectral interpolation, 3) adaptive noise canceller with phase locked loop 
(ANC-PLL) and 4) adaptive filtering are analyzed. Notch filter is the simplest 
and most straightforward method that directly eliminates the frequency 
component of the interference with a disadvantage of removal of the same 
frequency component of EMG signal. Spectral interpolation interpolates the 
frequency component of the interference to the neighbor frequency components 
thus preserving the signal component while failing to maintain the signal’s form 
due to domain conversions (from time to frequency domain and its inverse 
process) and interpolation.  On the other hand, the adaptive noise canceller with 
PLL and the common adaptive filters first estimate the frequency of the PLI and 
its harmonics, their amplitudes and phases and then remove the PLI wh ile 
maintaining the information of the recorded EMG signal [3]. 
Then we evaluate the performances of the above mentioned four methods  
using two criteria: 1) the SIR of resulting output signals and 2) their correlation 
coefficient with the original simulated signal. Our results indicate that for 
contaminated input simulated signals with 24 dB of SIR, the output SIR of the 
adaptive noise canceller with phase locked loop is higher (32 dB) than the other 
three methods (13 dB with notch filter, 7 dB with spectral interpolation, and      
18 dB with common adaptive filter). The output of the ANC-PLL is also highly 
correlated with the original simulated signals, which means that this method has 
least distortion on the shape of EMG signals.  
 
Materials and methods 
Generation of the simulated signals . Eighty one sets of 16 channels 
monopolar EMG signals were generated based on the planar model [4].  The 
signals are generated for 10 seconds with sampling frequency of 2048 Hz (Figure 
1a). The PLI is modeled as a periodic signal with constant frequency and 
amplitude. Then seven sets of test signals with different SIR (24dB, 15 dB, 10dB, 
4dB, -10dB, -16dB, -22dB) are obtained by adding the interference to each 
channel of the simulated EMG signals as can be expressed mathematically as 
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where in every channel n, Xn(t) is the contaminated EMG signal, Sn(t) is the 
simulated signal and In(t) is the PLI interference with amplitude A, frequency f 
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and its harmonics h. For simplicity, the phase shift was set to zero and only the 
first three harmonics were chosen (H=3). 
In absence of EMG, the PLI appears at each channel as non-propagating biphasic 
signals (Figure 1b). The effect of PLI to the EMG signals can be sen clearly in 
frequency domain, i.e. the discontinuity of the shape of signal’s spectrum    
(Figure 1c). 
Each of the 16 channels contaminated monopolar EMG signals was passed 
through each of the DSP technique described in following section, resulting in    
4 sets of 16-channels cleaned signals Cn(t). The remaining interference Rn(t) of 
each channel is obtained by subtracting the simulated EMG Sn(t) from the 
cleaned signals Cn(t). 
 
)()()( tStCtR nnn   (3) 
 
 
 
 
 
 
Figure 1. (a) An example of 16-channels monopolar simulated EMG signals with innervation zone 
under channel 5. (b) Power line interference (PLI), added to the simulated signals in (a). The PLI is 
assumed to have equal magnitude for every channel with fundamental frequency at 50 Hz and 
harmonics at 100 and 150 Hz. The PLI appear as non-propagating signals as shown in the darker 
area. (c) In frequency domain, the PLI appears as peaks whose magnitude depends on severeness of 
the interference. 
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Four methods to attenuate PLI. The four methods used for PLI removal (notch 
filter, spectral interpolation, adaptive filtering, and adaptive noise canceller with 
phase locked loop) analyzed in this study are discussed in details in the 
following. 
A. Notch filter 
Fixed narrow band notch filter is the simplest method for removing narrow 
bandwidth interference from the EMG signals. The mathematical expression 
for an IIR notch filter’s transfer function is shown below. 
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where ω0 is the central angular frequency of the interference and the width of 
the notch at -3dB is 2(1-r)rad/s. Q-factor of the filter is defined as follows.  
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where fc is the central of the spectrum line which would like to be removed 
and Δf is the width of the notch filter, i.e. the distance between the lowest 
and highest frequencies of the -3dB points. In this study, the 2Hz of Δf is 
selected. 
Since the power line fundamental frequency and its harmonics are located 
within the bandwidth of EMG (20-500Hz) notch filter removes PLI as well 
as the component of the EMG signals at that frequency. Therefore the filter 
distorts the signal [2], [5]. A notch filter with a narrow band and high        
Q-factor is used to minimize the distortion. 
B. Spectral interpolation 
This method deals with the PLI by interpolating the signal component at PLI 
in the frequency domain. The general idea of amplitude and phase spectral 
interpolation is elimination of PLI spectral lines and replacing these with the 
interpolated value of their neighbors. Then the inverse Fourier transform is 
performed to get the EMG signals with reduced interference in time domain.  
The assumption used in this technique is that the ‘true’ amplitude spectrum 
of the corrupted EMG signal is supposed to be a continuous curve with a 
superimposed peak at the power line frequency. With this method, the 
information of the signals superimposed by PLI are still conserved but with 
the drawback of the signals’ distortion and sensitivity to spectral leakage and 
selection of window length [6]. 
C. Adaptive filtering 
Various adaptive filters are being used for reducing the PLI in biomedical 
signals. One of the recent works proposed in [3] uses a recursive algorithm 
to first estimate the frequency of the PLI and then generate the other 
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harmonics of the PLI. Amplitude and phase of the PLI and its harmonics are 
then approximated using the recursive least square algorithm. Then the 
estimated PLI are subtracted from the corrupted EMG signal to reduce PLI.  
D. Adaptive noise canceller with phase locked loop (ANC-PLL) 
An adaptive noise canceller (ANC) to remove the PLI from biopotential 
signals was first proposed in [7]. The original method uses a synthetic 
reference signal, i.e. sinusoidal signal with constant fundamental frequency 
of the interference. This approach might not be sufficient since the 
fundamental frequency of PLI deviates up to 1% from its nominal 
frequency. To counteract the PLI’s deviation, a synthetic reference with 
varying frequency and phase is proposed in [8]. Phase Locked Loop was used 
to track the fundamental frequency and phase of the PLI. Based on this 
information, a synthetic signal reference was generated as an input of the 
ANC that uses Least Mean Squares (LMS) to optimize the weights of input 
signals. This method works with multichannel signals, i.e. taking information 
of the interference at the other channels such as to allow PLI reduction in all 
channels in real time. 
Criteria of performances. The four methods discussed above are applied to 
seven simulated multichannel monopolar EMG signals (of 3 seconds length) with 
different magnitude of PLI. The criteria used for the performance analysis of 
each method are SIR and shape distortion of the output signals. For simplicity, 
we assume that the magnitude of PLI is the same for all the channels, the 
fundamental frequency of PLI is not changing in time (fixed at 50 Hz), and only 
its first three harmonics of the same amplitude are considered.  The performance 
of the four methods was evaluated using the signal to interference ratio (SIR) of 
the output signals and their correlation coefficient with the original simulated 
signals.  
A. Signal to Interference Ratio (SIR) 
SIR values computed for every channel n, are defined as the ratio of the 
power of simulated signal (PS,n) to the power of the remaining interference 
(PR,n). Global SIR (SIRG) for each method is then computed by taking the 
average across the total number of channel N. 
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B. Correlation coefficient 
The Pearson’s correlation coefficient is computed for each pair of 
corresponding channels (Sn,Cn) of the output signals with the original 
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simulated signals after removal of the mean and averaged across the channels 
to obtain a global value G as expressed mathematically in (7). 
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where Sn and Cn are the standard deviation of each channel n of simulated 
signal and E[•] is the expected value of Sn and Cn. The value of the 
correlation coefficient (ranged from 0 to 1) shows the shape similarity of the 
cleaned signals and the original simulated signals. A higher correlation 
coefficient means lower signal’s shape distortion.  
 
Results and discussion  
Each of the four methods discussed before, has its own advantages and 
tradeoffs that are presented and discussed in this section.  
Notch filter: The classical notch filter eliminates the spectral lines of selected 
frequency components and reduces the power of the nearby frequencies. 
Sufficient attenuation of the intended frequency for highly interfered signals can 
be obtained by adjusting the configuration of the notch filter, i.e. increasing the 
width of the bandstop. However, wider bandstop results in more information 
removal from the signal. Another disadvantage of notch filter is a great distortion 
of signal’s shape. In line with the results presented  in Figure 5, the output of the 
Notch filter has the lowest quality of signal’s shape (lowest coefficient of 
correlation). The reason of the shape distortion is the fact that the filter 
introduces phase alternation to the signal’s frequencies components located at 
certain range (see Figure 2). 
 
 
Figure 2. This figure demonstrates the magnitude response and phase response of a Notch filter 
designed with central frequency fc at 50Hz and the width of the -3dB points is 2Hz. 
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Figure 3. The ANC-PLL gives the best SIR at the output even though the input signals were highly 
corrupted by the interference (-20 dB). Except for the spectral interpolation method, the output SIR 
decreases as the magnitude of interference increases.  The dashed grey line corresponds to output 
SIR equal to input SIR. The points that are appear below this line imply that the corresponding filter 
aggravate the output SIR. Bars are  for 81 sets of simulated 16 channels monopolar EMG signals. 
 
 
Figure 4. The original and output signal of different techniques to reduce the power line interference 
(PLI) are shown. (a)Example of one original signal()  and the contaminated signal (- - -). (b) 
Original signal and output of the notch filter. (c) Original signal and output of the spectral 
interpolation. (d) Adaptive noise canceller with phase locked loop (ANC with PLL). (e) Original 
signal and output of the adaptive filter described in [3]. 
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Spectral interpolation:  At higher interference, the performance of all the 
methods degrade except that of spectral interpolation, which results in a constant 
SIR regardless of the magnitude of the interference (Figure 3).  This is obvious 
since the PLI spectral lines are replaced by the interpolated value of its 
neighbors, which does not change while interference is being increased. This  
method might be of advantage compared to the rest of the methods if one works 
with highly corrupted EMG signals. Furthermore, since the phase of each signal’s 
frequencies components is maintained [5], only slight distortion on the shape of 
the signal occurs. However, this method can only be applied offline and it is 
sensitive to the selection of the window length used in interpola tion. 
Adaptive filtering: The adaptive filtering method proposed in [3] has two main 
limitations: 
1) It requires a large number of parameters and is very difficult to find the 
optimal initial values for these parameters ; and, 
2)  The frequency of the harmonics of PLI is dependent on accurate estimation of 
the fundamental frequency of PLI, which sometimes is removed fully by the 
hardware and thus the harmonic cannot be estimated and removed from the 
signal. 
Adaptive Noise Canceller with Phase Locked Loop:  The decrease of the output 
SIR as the interference increases also occurs with ANC-PLL method. This 
method takes several hundred milliseconds to optimize the coefficients and 
converge. As shown in Figure 4 the PLI still appears in the first several hundred 
milliseconds which may be discarded for further processing of the signals and the 
output signals start to converge at the time marked with the grey square. As the 
result of phase estimation [8], this method gives the best output SIR and the 
highest coefficient of correlation which means that the distortion of the signal’s 
shape is negligible. 
 
 
Figure 5. Correlation coefficient, averaged across the channels, between the original simulated 
signals and the output of each method. Bars are   for 81 sets of simulated 16 channels monopolar 
EMG signals. 
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Although sensitive to the number of channels in the EMG measurement 
system [7], ANC-PLL gives the highest SIR compared to the notch filtering, 
spectral interpolation and  Keshtkaran and Yang’s adaptive filtering methods. 
Except for spectral interpolation, all methods can be applied for online PLI 
removal. The results also indicate that the ANC-PLL gives the highest correlation 
of the output signals with original simulated signals which implies that it has 
least effect on the shape of the signals (Figure 5). 
 
 
Conclusion  
Four methods used for reducing PLI in EMG signals are compared in this 
study. For quantitative analysis of their performance, SIR and correlation 
coefficients were evaluated as performance indexes of each method and the one 
with the highest output SIR and correlation coefficient is chosen. Simulated 
signals with various levels of SIR were used to evaluate the performance of each 
method. The adaptive noise canceller with phase locked loop, although taking 
several hundred milliseconds for tuning of the parameters to  converge, has the 
best performances in terms of SIR and average correlation coefficient with 
original signals. 
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Abstract 
The choice of filter parameters that would provide the “best” estimate of EMG 
envelopes is an open issue. This study investigates the most appropriate mono - or 
bi-directional low pass filters (LPF) for extracting the EMG envelope.  Four 
different filter types (Butterworth, Chebyshev, Inverse Chebyshev, and Elliptic) 
were considered. Four cut off frequencies (1  Hz, 3 Hz, 5 Hz, and 10 Hz), five 
filter orders (1st to 5th for each direction), and two configurations (mono-
directional/MD or bi-directional/BD) were tested with 100 simulated interference 
EMG signals. These filters were evaluated through: rise time, time delay, 
computation time and average of relative root mean square error (RMSE) 
between the true calculated average rectified value (ARV) of the input and the 
ARV of each output signal. The results suggest that the selection of the filter has 
a distinctive trade-off for specific application. The globally best filter is the     
2nd order Butterworth LPF with 5 Hz cut off frequency. 
 
Introduction
The amplitude of sEMG can be estimated through several methods: 1) low 
pass filtering of the rectified EMG signal , 2) moving average, and 3) adaptive 
algorithm [1], [2]. This study will investigate the first method, i.e. extracting the 
sEMG envelope using low pass filtering of the rectified EMG signal . Low pass 
filter has been considered as the simplest method. It is widely used with a great 
variety of filter configurations. An ideal low pass filter is the filter whose delay, 
root means square error (RMSE), and rise time are zero. Since different filter 
configurations have their own characteristics, it is interesting to find out which 
filter’s configuration has characteristics closest to the ideal filter.  
 
Materials and methods 
Generation of the simulated signals. One hundred EMG signals (9 s length 
each) were generated using white noise passed through a Shwedyk filter [3] and 
sampled at 2048 Hz. The Shwedyk filter is a shaping filter so that, by the given 
input of white Gaussian noise, the spectral shape of the output signal will be 
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similar to those of the EMG. The power spectrum of the Shwedyk filter is written 
as follows 
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where k is gain, fl is the lower frequency parameter in Hertz; fh is the upper 
frequency parameter in Hertz. In this study the values of fl and fh are set to 40 Hz 
and 80 Hz respectively. Each signal was multiplied with a 3 s gate function such 
that we obtain a 3 s burst of simulated EMG signal (see Figure 1). Then we 
normalize each of the signals to its average rectified value (ARV). These signals 
were processed using MATLAB for Macintosh installed on a PC with 4  GB of 
RAM. 
 
 
Figure 1. (A) An example of interference EMG signal generated by applying Shwedyk filter on white 
Gaussian noise. (B) The spectrum of the signal shown in panel A. (C) The signal was rectified and 
modulated with a 3s windows resulting a burst of signal (D). Then the signal is normalized to its 
average rectified value (ARV). 
 
Four IIR digital low pass filters. A detailed explanation of digital low pass 
filters can be found easily in many writings. Some of them are mentioned in the 
references [4], [5]. The following section provides a brief explanation of each 
filter (see Figure 2). 
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A. Butterworth 
Butterworth filters are designed to have an amplitude response characteristic 
as flat as possible at pass-band and monotonically decreasing at stop band. 
The amplitude response will decrease at a frequency greater than the defined 
corner frequency as specified: 
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where G() represents the magnitude response, n represents the order of the 
filter and C represents the cut off frequency.  
 
B. Chebyshev 
The Chebyshev filter has a faster gain transition from pass-band to the stop-
band (steeper roll-off) compared to the Butterworth filter but has a ripple in 
the pass-band. Mathematically, characteristic of the filter can be written as : 
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where G() represents the magnitude response, Tn(n) is a Chebyshev 
polynomial of the order n, n is the frequency normalized to the edge of 
pass-band frequency, and ε is a ripple factor defined as a function of the 
desired pass-band peak-to-peak attenuation Ap  
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The cut off frequency of this filter usually refers to the edge of the pass 
band frequency instead of the frequency where the power is attenuated by 
50% (-3dB point). Thus to obtain an exact frequency of the -3dB point 
(desired), we can adjust the cut off frequency (cut-off) as follows: 
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C. Inverse Chebyshev 
The Inverse Chebyshev (or Chebyshev type II) has an inverse characteristic 
of the Chebyshev filter. While Chebyshev type I shows a ripple in the pass-
band and monotonically amplitude decrease in the stop-band, the Inverse 
Chebyshev has a flat response in the pass-band as in the Butterworth filter, 
yet it gives a ripple in the stop-band. The magnitude of this filter is: 
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where G() represents the magnitude response, Tn(1/n) is a Chebyshev 
polynomial of the order n, n is the frequency normalized to the edge of 
pass-band frequency, and ε is ripple factor calculated from the minimal 
attenuation of the ripple in stop-band Aa and defined as: 
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Similar to the Chebyshev filter, the cut off frequency of this filter refers to 
the edge of the stop-band frequency, i.e., the frequency at which the 
attenuation of the frequency component is Aa. Thus, to obtain an exact 
frequency of the -3dB point (desired) we can adjust the cut off frequency 
(cut-off) as follows: 
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D. Elliptic 
The Elliptic filter has the steepest gain transition of these four filters but 
with a trade off ripple in both pass-band and stop-band. The magnitude of 
the filter is mathematically expressed as : 
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where G() represents the magnitude response as function of Jacobian 
Elliptic rational function Rn(ξ,n) and the ripple factor  calculated as in (4). 
 
 
Figure 2. Each type of the filter has its own characteristic which is summarized in this figure. 
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Zero phase filter or bi-directional filtering. All of the causal filters introduce 
time delay to the output signal. In the case of digital applications, this time delay 
can be eliminated using a configuration called  zero phase filter  or bi-directional 
filter. A zero phase filter comprised of two identical filters H(z) and two blocks 
for reversing the signal’s sequence (see Figure 3). 
 
 
Figure 3. A zero phase filter comprised of two identical filters H(z) and two blocks R to reverse the 
sequence of the signal. The output of the signal has zero delay since the second filter eliminates the 
delay caused by the first filter. 
 
Filter I introduces a certain delay depending on the frequency. The second filter 
(Filter II) introduces exactly the same delay as the first, yet, due to the signal 
being fed backward, the delay is actually a time advance and therefore, cancels 
the delay caused by the first filter [4]. 
The advantage of using zero phase filters is that the filter will not introduce delay 
to the signal output. However, with the signal passing through two filters, the 
attenuation of the signal is doubled as demonstrated below. 
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At the cut off frequency, the magnitude of each filter H(ejT) is 0.707 or -3dB 
such that for the zero phase filter the value becomes: 
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Therefore, adjustment of the cut off frequency is needed to obtain the desired 
attenuation. 
 
Criteria of performances. The four low pass filters mentioned above are 
varied with four cut-off frequencies (1Hz, 3Hz, 5Hz, and 10Hz), five filter orders 
(from 1st order to 5 th order for each direction), and two configurations (mono-
direction filtering or bi-directional filtering). The total number of filters is 160. 
We apply each of these filters to 100 simulated sEMG signals (see section 
“Generation of the simulated signals”) and evaluate their performances based on 
four criteria:  
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A. Relative root mean square error (RMSE) 
The RMSE is computed between the envelopes obtained from each filter and 
the corresponding average rectified value (ARV) of the input signals. 
B. Rise time 
Rise time is defined as the time required to go from 10% to 90% of the final 
value of the envelope  
C. Time delay 
The time delay of each filter is defined as the delay of the peak of cross 
correlation between the input signal and the filter output. 
D. Computational time 
Computation time depends on the specifications of the processor used to 
perform the filtering and the other running programs at the same time as the 
computation. 
 
Results and discussion  
The performances of the mentioned low pass filters with different cut off 
frequencies, filter order, and mode of filtering (one directional or zero phase) are 
compared to select the most appropriate filters to obtain  the sEMG envelope.  
Time delay. The time delay of filters with bi-directional configuration is zero 
since the second filter cancels the delay introduced by the first filter (see 
Materials and methods). Filters with mono-directional configuration show 
greater time delay along with the higher filter order. However, these delays 
decrease as we shift the cut-off frequency to the higher frequency (see Figure 4). 
Relative root mean square error.  The average of relative RMSE values of 
mono directional filters is higher than that of the bi-directional configurations 
(see Figure 5). Some remarks for each filter’s order with mono-directional 
configuration are listed below: 
- The 1st order filter. The lowest averages of relative RMSE value can be 
obtained by setting the cut off frequency to 3 Hz except for                  
Elliptic filters (1 Hz). 
- The 2nd order filter. The lowest averages of relative RMSE value can be 
obtained by setting the cut off frequency to 5 Hz except for                 
Elliptic filters (3 Hz). 
- The 3rd order filter. The lowest averages of relative RMSE value can be 
obtained by setting the cut off frequency to 5 Hz except for             
Chebyshev filters (10 Hz). 
- The 4 th and 5th order filters. The lowest averages of relative RMSE value can 
be obtained by setting the cut off frequency to 10 Hz except for  Inverse 
Chebyshev and Elliptic filters (5 Hz). 
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To obtain the lowest averages of relative RMSE for filters with bi-directional 
configuration, the cut off frequency needs to be set to 3Hz  regardless of the 
order except for the 1st order zero phase Elliptic low pass filter (1  Hz). 
Rise time. The rise time of the signal’s envelope obtained from mono 
directional filters is similar to that obtained by the filters with bi-directional 
configuration (see Figure 6). The results show that a higher cut off frequency 
implies a shorter rise time and the higher filter’s order caused longer rise time. In 
consequence, lower filter order with higher cut off frequency should be preferred 
for minimizing rise time. Rise time of the filter’s output is important for the 
application that needs fast response such as controlling an actuator.  
Computation time. Computation time depends on the specifications of a 
processor applied to perform the filtering and the other programs  running at the 
same time as the computation. Computation time also depends on sampling the 
frequency of the signal since sampling frequency determines the number of 
samples taken into process. In general, zero phase filters require more time to 
filter the signal (see Figure 7). This is obvious since the signal is passed through 
two filters.  
 
Figure 4. Delay of the signal’s envelope only occurs when a low pass filter with mono-directional 
configuration is used. A higher filter order implies longer delay. However, these delays decrease as 
we shift the cut off frequency to the higher value.  
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Figure 5. Relative RMSE between the signal’s envelope, obtained by a low pass filter with bi-
directional configuration and the ARV of the input signal, is lower than those obtained with mono-
directional configuration. 
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Figure 6. Rise time of the signal’s enevelope obtained by filter with mono-directional configuration is 
similar to that obtained with bi-directional configuration. 
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Figure 7. Computation time needed by bi-directional filter is twice of the filter with mono-directional 
configuration. The specification of the computer used in this calculation is mentioned in section 
“Materials and method” 
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Based on these results, we can surmise that the computation time of the bi-
directional filters are double compared to that of the mono-directional filters 
although they provide zero delay and lower RMSE. We found that there is a 
boundary of the filter’s performances (see Figure 8) where the rise time cannot be 
shorter than 0.025 s, the RMSE cannot be lower than 7.5%, and the computation 
time cannot be shorter than 0.48 ms. 
The results show that none of the filters satisfied all of the criteria. The filters 
can be categorized based on their performances as follows: 
1. filters with short rise time but with high RMSE 
2. filters with low RMSE but with long rise time 
3. filters which compromised both values (RMSE and rise time). 
 
Conclusion  
Filters with different properties have different performance characteristics. 
Zero phase filters give no delay to the output and have lower RMSE (computed 
between output signal and ARV of input signal) despite the longer computation 
time than the one of a direction filter. Based on the results, we found that there is 
no filter which has best performance over all criteria. Some trade -off should be 
considered to have optimum performance on one of the criteria.  
The 1st order zero phase low pass Elliptic filter with 1  Hz cut off frequency 
provides the lowest RMSE (7.61%) and zero delay in the output. However, the 
rise time is 189 ms and it takes 1.79 ms to process a 9 s signal sampled at      
2048 Hz. 
The shortest rise time of 24ms can be obtained by using a 2nd order one 
directional low pass Elliptic filter with cut off frequency  of 10 Hz. The trade offs 
are high RMSE (14.76%), 17 ms time delay and 0.84 ms of computation time. 
The shortest computation time provided by the 1st order one directional low 
pass Elliptic filter is with 3 Hz cut off frequency (0.48 ms). Trade off using this 
filter is a high RMSE (13.23%), 36 ms of rise time, and 2 ms delay. 
Global best filters are selected by choosing filters that have zero delay s and 
close to the data boundary which is obtained with a curve fitting line. The results 
suggest that the 2nd order zero phase Butterworth low pass filter with 5 Hz cut off 
frequency shows the best performance. 
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Figure 8. Evaluation of the filter’s performace was carried out using 100 simulated sEMG signals. 
Each point in the plots represents one filter The left and right plots, respectively, show the 
performance of mono-directional and bi-directional filters. There is a boundary of performance for 
each configuration. 
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Effect of subcutaneous layer thickness on the sEMG recorded 
from the biceps brachii muscle 
 
Introduction
The recorded surface EMG (sEMG) signal is negatively affected by the 
thickness of a subcutaneous layer (ST) under the electrodes [1]–[3]. A thicker 
subcutaneous layer means that the distance between the source of the EMG 
signals and detection electrode is increased, resulting in increased spatial 
filtering of the EMG signal and hence a decrease in surface EMG amplitude  as 
shown mathematically in [4]–[7]. Previous investigators also demonstrate that 
subcutaneous fat and skin attenuate the higher spatial frequency components of 
the sEMG signals [8] and increase the possibility of the recorded sEMG 
corruption by crosstalk signals from other muscles [9]. 
However, most of these experimental observations were made under one 
position of joint angle and one contraction level. I t is less well known whether 
joint angle and contraction level affect the ST which later might give false 
indication of the real sEMG signals. The reason for the lack of study on the 
effect of ST at different joint angles and contraction levels on the amplitude of 
sEMG might be a technical issue, i.e. measuring the ST at the same place for 
different conditions. 
There are two main methods to measure the thickness of a subcutaneous layer: 
using a skinfold caliper and ultrasound. Some consideration of both techniques 
has been reported including the error and accuracy of each method. Skinfold 
caliper, as the classical technique, seems not to provide accurate measurement 
since the measured value depends on the deformability of the skin and tissue 
compressibility [10]. On the other hand, subcutaneous layer thickness measured 
by ultrasound depends on the pressure applied by the probe to the scan site. 
Changes in pressure by probe application can affect the distribution of adipose 
tissue and mislead the ultrasonic determination of adipose thickness. Depending 
on the body area, subcutaneous layer thickness could decrease 25-37% with 
maximum pressure applied to the ultrasound probe [11]. Comparing these two 
methods with the result obtained from computed tomography (gold standard), and 
the measurement using skinfold caliper give superior relative agreement to that 
exhibited by ultrasound measurements [12]. Despite the advantage and 
disadvantage, both of the methods are known to have nearly the same degree of 
accuracy [13] especially if the subjects were young men [14]. 
In this study, we detected sEMG signals from the biceps brachii during non -
fatiguing contractions at different elbow joint angles. The ST values were 
measured from the same location as the recording electrode  using ultrasound 
technique. Ultrasound technique was chosen since it gave more flexibility to 
measure ST under actual condition. A customized holder made from ultrasound-
transparent material [15] was used to maintain the position of the ultrasound 
probe during the experiment. The aims were to examine if the ST changed by 
joint angle and contraction level and to investigate the relatio n between ST and 
the amplitude of sEMG. These issues will be addressed in two parts: A) the effect 
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of contraction level and elbow joint angle to the ST, and B) the relation between 
the recorded sEMG and measured ST located below the electrodes.  
PART A. THE EFFECT OF CONTRACTION LEVEL AND ELBOW JOINT ANGLE ON 
THE SUBCUTANEOUS LAYER THICKNESS 
Materials and methods 
Subjects. Five healthy sedentary men [median (interquartile range):            
age 25 (5) years; height 171 (2) cm; weight 70 (13) kg] volunteered to participate 
in the study. No subject had any known neuromuscular or skeletal impairment. 
Each subject received a detailed explanation of the study and gave written 
informed consent prior to participation.  
Experimental procedure. One of the elbow flexor muscles (biceps brachii) of 
the dominant arm (the right side for all subjects) was observed. Participants were 
sitting comfortably on a chair with their arms 90° flexion, the upper arm of the 
subjects was rested on a brace, and the lower arm was in supinated position    
(see Figure 1). The participants were asked to perform isometric contractions at 
two different contraction levels (rest and 100% of maximum voluntary 
contraction) and two elbow joint angles (75 and 135 deg.) against the isometric 
brace. The maximum voluntary contraction (MVC) was measured for each joint 
angle. 
Measurement of the subcutaneous layer thickness.  Subcutaneous layer 
thickness (ST) was measured using a B-mode ultrasound (TELEMED). An 
ultrasound image was taken for each task performed by the participant. The 
ultrasound probe was placed longitudinally on the upper arm of the participants 
to avoid excess pressure [11] and was positioned 0.5 cm laterally from the 
longitudinal centerline of the biceps brachii (M) and 1.0 cm below the end of the 
deltoid muscle with the tip of the probe orientated towards the distal direction . 
The end of the deltoid muscle was determined by performing transversal 
examination along the upper arm and was defined as the position where the 
deltoid muscle no longer appeared on the screen (see Figure 2). To assure that the 
probe applied on the skin was at the same position and of equal pressure, a 
custom ultrasound probe holder was used. This probe holder was made from 
silicon rubber which has acoustic impedance similar to that of the skin therefore 
transparent to ultrasound [15]. 
The length of the image captured by the ultrasound probe was 6  cm. The 
subcutaneous layer thickness (ST) was measured on-screen at seven points with 
equal distance using electronic calipers, defined by the perpendicular distance 
between the upper border of the dermal/adipose interface and the upper border of 
the adipose/muscle interface. Thus for each task and each joint angle, we 
obtained seven values of ST. 
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Figure 1. The position of a participant’s arm on an isometric brace. The elbow joint was aligned with 
the rotation axis of the isometric brace. Elbow joint angle θ was defined as the internal angle 
between the upper and lower arm. 
 
 
 
 
Figure 2. The ultrasound probe was fixed on the participant’s upper arm using an elastic band. 
 
 
Results and discussion  
The ST values obtained from seven measurement points for each participant 
for each task were averaged for analysis of the characteristic of ST due to 
different joint angles and contraction levels. In a relaxed condition, the ST of all 
participants ranged from 2 to 5 mm at 135 deg. elbow joint angle and 3 to 5 mm 
at 75 deg. elbow joint angle. This finding was in line with those reported in [16]. 
As shown in Figure 3, a higher contraction level and greater elbow joint angle 
lead to thinner ST. This phenomenon occurred due to the fact that the skin was 
more stretched when the participant extended his arm and in the condition of 
higher contraction level the volume of the muscles increases which further 
pressed the subcutaneous layer.  
The significance of these changes were analyzed using the data from all 
participants. A Kruskal-Wallis non-parametric test shows that the ST is 
significantly different (p<0.05) when participants extended their arm at the 
relaxed condition from 75 deg. to 135 deg., and when the participants performed 
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a MVC task from the rest condition at 75 deg. joint angle (see Figure 4). There is 
no significant difference in the ST when the participants extend their arm from 
75 deg. to 135 deg. joint angle at the MVC level and when the participants 
increase the contraction level from the rest condition to MVC at 135 deg. joint 
angle. In other words, at 135 deg. joint angle the ST tends to be stable, in the 
range of 2-5 mm, and remains unaffected by the contraction level while at the 
MVC level the ST is equal for all joint angles. 
These findings suggest that increasing sEMG amplitude at lower elbow joint 
angle (75 deg., loose tissue condition) due to increasing contraction level might 
also be caused by the decrease of the ST under the electrodes.  While, at a higher 
elbow joint angle (135 deg., more stretched tissue condition), the increment of 
the sEMG amplitude due to a higher contraction level does not seem to be caused 
by the difference of ST since there is no significant difference in the ST in both 
relax and MVC conditions. The effect of different ST on sEMG amplitude is 
demonstrated in the following section (Part B).  
 
 
PART B. THE RELATION BETWEEN THE RECORDED SEMG AND MEASURED ST 
LOCATED BELOW THE ELECTRODES 
Materials and methods 
Subjects. Ten healthy sedentary men [median (interquartile range):             
age 25 (5) years; height 170 (2) cm; weight 70 (16) kg] volunteered to participate 
in the study. No subject had any known neuromuscular or skeletal impairment. 
Each subject received a detailed explanation of the study and gave written 
informed consent prior to participation. 
 
 
 
Figure 3. The average values over seven measurement points for each task show that the ST tends to 
decrease when the contraction level and the elbow angle increase. 
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Figure 4. This figure shows the distribution of subcutaneous layer thickness (ST) above the biceps 
brachii of five male subjects in four different conditions. ST distribution at rest condition and 
maximum voluntary contraction (MVC) in two elbow joint angles are shown in a) and b) respectively 
while the values ST at the same joint angles and at different contraction levels are shown in c) and d). 
The ST values are significantly different in two conditions: a) and c) indicating that ST is influenced 
by angle at rest (not at MVC) and by contraction level at 75 deg. (not at 135 deg.). 
 
Experimental procedure. The biceps brachii of the dominant arm (the right 
side for all subjects) was investigated. Participants were sitting comfortably on a 
chair with the arm 90° flexion, the upper arm of the subjects was rested on a 
brace and the lower arm was in supinated position (see Figure 1). The participants 
were asked to perform isometric contractions at four different contraction levels 
(10%, 30%, 50% and 100% of MVC) and two elbow joint angles                      
(75 and 135 degree) against the isometric brace. The MVC was measured for 
each joint angle. 
Measurement of the subcutaneous layer th ickness. Subcutaneous layer 
thickness (ST) were measured using a B-mode ultrasound (TELEMED) for each 
task as explained in Part A. 
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Surface EMG recordings. After taking the ultrasound images the surface EMG 
signals were recorded from the same location where the subcutaneous layer 
thickness was measured. A flexible array of electrodes (8 electrodes, 10mm inter-
electrode distance) was placed over the biceps brachii aligned with the position 
of the ultrasound probe (see Part A and Figure 5) after slightly abrading the skin 
with abrasive paste (Nuprep; Weaver and Company, USA)  and cleaning it with 
water. The 5 s of monopolar signals were sampled at 2kHz and the center 3  s of 
the signals were used for further offline processing. 
EMG data processing. After signal preprocessing (2nd order zero lag bandpass 
Butterworth filter, final cut off frequency 20-500Hz) and power line attenuation 
using spectral interpolation [17], the RMS values from each single differential 
channel were computed within 1s epoch and averaged over 3 epoch.  The 
selection of the time window was based on previous studies [18] showing that for 
non-fatiguing isometric contraction with constant force, the EMG signal can be 
considered stationary (i.e., autocorrelation function of the EMG signal does not 
change with time) for epoch duration of 1-2 seconds. Thus for each task and each 
participant, we obtained seven RMS values which correspond to seven ST 
measurement points. RMS values and their paired ST originated outside the 
tendon area and innervation zones were similar and therefore averaged and used 
for further analysis. 
Statistics. Data processing and statistic calculation was performed with Curve 
Fitting Toolbox from MATLAB version R2014a.  
 
Figure 5. Placement of the electrodes array over the biceps brachii. The array was aligned with the 
position of the ultrasound probe (see Figure 2), i.e. 0.5 cm laterally from centerline of the biceps 
brachii (M).  Seven longitudinal differential channels were used for further analysis 
4 
Chapter IV: Effect of subcutaneous layer thickness on the recorded sEMG 
PhD Thesis Subaryani Soedirdjo 55 
Results and discussion  
The RMS values from ten participants were plotted against their 
corresponding ST values for each task (see Figure 6). A fitting line using a power 
model, y = ax^m with x is the ST in mm and y is the RMS value, was computed 
for each group of tasks. These RMS values increase with the increment of the 
contraction level and slightly affected by different joint angles. 
Higher contraction level tends to increase the decay rate when the arm was 
positioned at 135 deg. elbow joint angle but not at 75 deg. This finding supports 
the hypothesis that the subcutaneous tissue layer produces an attenuation as 
previously investigated [1]–[3] and can be explained as the increasing distance 
between the source and the detection system. As the subcutaneous layer has 
resistive behavior with the EMG signal in general, greater distance means greater 
resistance and therefore results in a higher voltage drop between the source and 
the detection system. The decrement of measured EMG signal due to distance 
follows a power function [19]. As shown in Figure 6, a negative trend of the RMS 
values along with the increment of subcutaneous layer thickness is detected in 
every task as decay in amplitude with rate 0.69 to 2.11 power of the ST in mm. 
The Spearman test shows a negative correlation between subcutaneous layer 
thickness and RMS values for the two joint angles and four contraction levels (R 
= -0.580.10, range -0.45 to -0.78) although it is only significant when the joint 
angle is 135 deg. with maximal contraction level (p < 0.05). 
This present study shows result similar to those of a p revious investigation 
involving lean and obese patients (n=28) [2]. One of their objectives is to 
investigate if surface EMG signals can be detected from the quadriceps muscle of 
severely obese patients. In that investigation, the monopolar sEMG signals from 
quadriceps femoris muscle were recorded using two arrays of eight electrodes 
with 5mm inter electrode distance attached on both the vastus lateralis and 
medialis. Each of the subject performed the voluntary exercise in a seated posture 
on a horizontal leg press machine with 120° knee angle and five contraction 
levels (15%, 30%, 50%, 70%, and 100% MVC). As shown in  Figure 7, they found 
that there is a non-linear relation between subcutaneous tissue thickness and 
RMS estimates obtained from all of the subjects for the five contraction levels 
and the 10mm inter electrode distance.  
They observed a significant negative correlation between subcutaneous tissue 
thickness and RMS estimates using the Spearman test with R = -0.860.02, range 
-0.81 to -0.92 for values obtained from vastus medialis. In the mentioned study, 
the correlation is stronger than present study.  
To obtain general information about the effect of subcu taneous layer thickness 
to the RMS values, all the data from 10 participants were collected. After 
removing the data outside the 95% confidence interval, a regression line in log 
coordinates is drawn (see Figure 8). The Spearman test of this set of RMS-ST 
values shows a significant negative correlation between the thickness of 
subcutaneous layer thickness and RMS values (R = -0.64, p< 0.05). 
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Conclusion  
The present work shows that the subcutaneous layer thickness (ST) changes 
due to two factors: joint angle and contraction level except for two conditions: a) 
the maximum voluntary contraction where the ST is not affected by the joint 
angle, and b) the extended arm where the ST is not affected by the level of 
contraction. This work also demonstrates that at thicker ST, the amplitude of 
recorded sEMG (presented as RMS value) is lower than those coming from 
thinner ST (see Figure 8). One possible explanation is at MVC and at stretched  
arm the subcutaneous tissue is less soft and not so compressible as in the other 
conditions.  
It is suggested that at the condition of flexed arm, the increasing RMS value at 
higher contraction level is not only caused by the increasing rate of motor unit 
firing and recruitment of another motor unit , but also by the decreasing ST. 
However, generalized mathematical correlation between ST and surface RMS is 
poor since the exact location of the motor units with respect to the recording 
electrode remains unknown. In addition, other properties of the subcutaneous 
tissue (such as conductivity, anisotropy and dishomogeneity) are not known.  
Figure 8. The global plot of averaged RMS values against the subcutaneous layer thickness (ST) at 
corresponding point shows that RMS values tend to decrease as thicker ST with 1.62 decade/decade. 
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Abstract 
The purpose of this work is to evaluate the effect of the electro de size on 
recorded High Density surface electromyography (HDsEMG) maps. We recorded 
the sEMG signals using a grid of electrodes placed on biceps brachii  (5 mm inter-
electrode distance, IED). Each instantaneous map was interpolated using the     
2D Sinc function to obtain a “continuous” map (10,000 samp les/m). To simulate 
acquisition with different electrode sizes, each “continuous” map was filtered 
with a circular averaging filter (2-10 mm diameter) and re-sampled with a10 mm 
IED. The inverse transfer function of the filter was applied on each map to 
compensate for the effect of the electrode size. We used the power (RMS2) of 
each map to quantify these effects. The results suggest that a greater electrode 
size implies a higher error of power values with respect to the “continuous” map. 
Depends on the IED, electrode with diameter smaller than 6 mm do not introduce 
significant alteration of power of the map. 
 
Introduction
The activity of the whole muscle can be observed by recording  the sEMG 
signals using a grid of equally spaced electrodes (HDsEMG). The monopolar 
signals can be shown as a series of maps where each pixel in each sEMG map 
represents the instantaneous amplitude of the signal at the corresponding channel. 
The features of these maps (such as their power) are affected by three factors:     
a) the size of the electrodes, b) the inter electrode distance (IED), and c) the size 
of the grid. The size of the electrode was reported to have no effect on the 
estimation of the conduction velocity in the case of  fibers inclined with respect to 
the detection system [1]. Another investigation reports that different sizes of 
electrodes give similar results on the detection depth of motor unit action 
potentials [2]. However, it is not known how these differences in size will affect 
the estimation of sEMG amplitude. 
Two electrode’s shapes that are widely used are circular and square. The impulse 
responses (hE) for every point in the space (x,y) of a circular electrode with radius r is 
defined as [3] 
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In the frequency domain, the transfer function (TF) of a circular electrode in Cartesian 
coordinate is 
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where J1 is the Bessel function of first kind and first order, fx and fy are the 
frequency component in the x and y directions. Since the TF of a circular 
electrode has circular symmetry, we can show only a section of the 2D transf er 
function, as in Figure 1, over a bandwidth of 200 cycles/m. 
In case of rectangular electrode with side a, the impulse responses (hE) for every 
point in the space (x,y) is 
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This TF in frequency domain becomes 
 
   yxE fafaffaH  sinc sinc),,( yx  (4) 
 
Different from the TF of the circular electrode, TF of the square electrode only 
has symmetry at fx equal to zero or fy equal to zero as shown in Figure 2. 
Circular electrode is more common than the square electrode. In this study we 
investigate the effect of different diameter of circular electrode on the power of 
the recorded sEMG maps. 
 
Materials and methods 
Experimental procedure. The sEMG signals were recorded using a grid of 
electrodes (16x8,  = 1 mm, IED = 5 mm) placed on the short head of biceps 
brachii of a subject holding a 4 Kg weight with 90° elbow flexion (see Figure 3). 
The skin was abraded and rinsed with water before attachment  of the grid. 
Signal processing. Bandpass filtering (20-500 Hz, 2nd order Butterworth zero 
phase filter), power line interference attenuation (by spectral interpolation), ba d 
channel removal, and offset removal in time were performed for each signal. We 
recorded 30s monopolar sEMG signals sampled at 2048 Hz, and processed the 
central 15s. Signal processing was performed with MATLAB.  
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Figure 1. Impulse response of a circular electrode is depicted in A. Panel B shows the 2D transfer 
function of the electrode in frequency domain. Magnitude of the transfer function of a circular 
electrode ( = r = 1, 3, 5, and 10 mm) versus spatial frequencies are shown in panel C.  fmax is the 
estimated max freq of sEMG in space. 
 
 
 
Figure 2. Impulse response of a square electrode is depicted in A. Panel B shows the 2D transfer 
function of the electrode in frequency domain. Magnitude of the transfer function of a square 
electrode (a= 1, 3, 5, and 10 mm) versus spatial frequencies are shown in panel C.  fmax is the 
estimated max freq of sEMG in space. 
A) B) 
C) 
hE 
hE 
A) B) 
C) 
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Figure 3. The grid of electrodes (A) is attached to the skin over the short head of biceps brachii (B) of 
the right hand of a subject holding 4Kg weight with 90° elbow flexion (C). 
 
As mentioned above, the recorded sEMG maps are also affected by the IED. 
IED defines the EMG spatial sampling (fs). Insufficient spatial sampling 
frequency prevents us from reconstructing the spatial distribution of the muscle 
activity as well as the map of features (e.g. RMS value) 1. Based on this fact, we 
remove the maps that have aliasing to limit the IED factors that affect the sEMG 
recordings. To define aliasing, the sEMG sampled in space at fs greater than 
twice of its maximum spatial frequency component ( fmax) must be available. In 
other words, we need to have maps which satisfy the Shannon-Nyquist theorem 
[4]. Therefore, we establish an arbitrary definition of fmax based on the area 
spectrum where we reach 95% of the total power.  
The Fourier transform with zero padding in space (64x64 points) is performed 
for each of the sEMG maps without removing the DC component. The apparent 
spatial frequency resolution is 3.125 c/m. Then we analyze the first quadrant, 
where all the frequencies are positive (+ fx1, +fy1), and the second quadrant, where 
the vertical frequencies are negative and the horizontal frequencies are positive 
(+fx2, -fy2). We find fx1, fy1, fx2, and fy2 such that the sum of the power reaches 95% 
of the total power in both quadrants.  
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where ci is the Fourier coefficient while Pi is the power of each map at time sample i 
computed up to spatial frequencies (fx1, fy1) for the first quadrant and up to spatial 
frequencies (fx2, fy2) for the fourth quadrant. Total power in both quadrants is obtained when 
fx1, fx2, fy1, and fy2 are equal to 100 c/m. If there is more than one combination of the four 
frequencies, the one with largest fx or fy is considered. 
Then we define fmax as the highest value among fx1, fy1, fx2, and fy2. Maps whose fmax 
greater than 87.5 c/m are categorized as maps with “spatial aliasing” (definition 1) and 
they are excluded from further analysis (see Figure 4). The total number of the maps 
without “aliasing” is 17258 out of 30720 maps. 
                                                 
1 Estimation of the sEMG spatial bandwidth is discussed in Chapter 6 while the effect of 
IED on the sEMG RMS estimation will be discussed in Chapter 7.  
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Figure 4. We evaluate the first and second quadrant of the 2D FFT.. Panel A demonstrates an 
example of a map whose fmax > 87.5 cycles/m and Panel B shows the other case. 
 
Data analysis. We then remove the last row and the last column of the maps. 
A 2D Sinc function in space was applied to each of the selected maps to obtain 
the “continuous” maps  (10,000 samples/m). Then we applied to each 
“continuous” map a circular averaging filter, with a size equal to the diameter of 
the electrode (2, 4, 6, 8, and 10 mm). We resampled the obtained images with   
10 mm IED by maintaining the position of each electrode’s center. The inverse 
TF (1/HE) of the electrode was applied to the Fourier Transform of each s ampled 
map to try to compensate for the effect of the electrode size. 
We computed the power of: a) each “continuous” map Pa, b) each sampled 
“continuous” map (100 samp les/m) Pb, c) each map obtained by different 
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electrode size Pc, and d) each map after compensation with the inverse TF Pd. 
The relative error of the power of the maps obtained by different electrode size , 
(before and after applying inverse TF) with respect to the “continuous” (Pa) and 
resampled “continuous” maps (Pb), were computed for each time sample i. 
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where • is a, b, c, or d; Pest refers to Pc or Pd  while Pref refers to Pa or Pb. M and 
N are the numbers of electrodes respectively in vertical and horizontal directions; 
7 by 3 electrodes for sampled map with 100 samples/m and 701 by 301 for the 
“continuous” map. 
 
Results and discussion  
The process of acquiring the sEMG map (R[m,n]) with a grid of electrodes 
(MxN having IED = w) can be explained as sampling a limited size (rect (x,y)) of 
a “continuous” map (i(x,y)) of muscle activity after applying a moving average 
filter (hE) whose shape and size are those of the electrode.  
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The ideal measurement implies a point-like electrode with IED much smaller 
than 1/(2∙fmax). This condition is not feasible and the size of the electrode needs 
to be considered. Greater size of electrode implies that we average greater       
area (1). The power (RMS2 in space) of each image obtained with different size 
of the electrodes can be higher or lower than that of the “continuous” map.  
Figure 5 shows an example of a map whose power in space is decreases along with 
greater diameter of the electrode and the same IED (10mm) . 
We compared the power of the maps obtained by different electrode size with 
that of the maps obtained by point-like electrodes with 10 mm IED. These errors 
increase with greater electrode size (see Figure 7A), but are negligible (<5%) for 
electrode with diameter smaller or equal to  4 mm. Applying the inverse TF of the 
electrode to the maps improves the results especially for large electrodes. 
However, in many cases it tends to overcompensate the results.  
It is interesting to evaluate how the power of a sEMG map is affected by the 
electrode size and by the IED. We calculate the errors between the power of the 
maps obtained by different electrode sizes at 10 mm IED (100 samples/m) and 
the power of “continuous” maps (10,000 samp les/m). Figure 7B shows that the 
error of the power estimation for a single map could reach up to 20%. Inverse TF 
does not reduce the error for an electrode with diameter smaller or equal to         
4 mm. 
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Figure 5. This figure demonstrates an example of: a) the filtering effect due to different diameter (d) 
of circular electrode with IED = 10mm. b) the results of compensation by inverse filtering on images 
from different diameter of electrode to estimate the real values. 
 
 
Figure 6. This figure shows the frequency where the power is attenuated by 50% (3dB point of the 
transfer function for circular electrode). Greater size of the electrode shifts the -3dB point to the 
lower spatial frequency. 
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Greater electrode size implies higher low-pass filtering (see Figure 1 and  
Figure 6) which should decrease the power of the maps and produce negative 
errors (4). However, Figure 7 shows that many maps have positive errors. The    
10 mm IED could be the reason for these positive errors as it introduces spatial 
aliasing. Moreover, since the TF averages the potential under the contact area 
(1), the averaged value could be greater or smaller than the value obtained by a 
point-like electrode in the center point of the area. The discretization of the 
electrode TF and of 1/HE could be an additional reason for the power 
overestimation. 
Based on this finding, we can infer that the error of power estimates in space 
is affected mainly by the IED rather than the electrode size when the diameter of 
the electrode smaller than 5mm (see Figure 6). The large range of the errors 
indicates that the electrode size and IED have effects that depend on the 
frequency components of the map. 
 
 
A) ΔP% of Pc and Pd with respect to Pb 
  
B) ΔP% of Pc and Pd with respect to Pa 
 
Figure 7. This figure shows boxplot (without outliers) of the relative error ΔP% of the power (RMS2) 
value computed on each map with respect to: A) the “continuous” map sampled at 100 samples/m, 
and B) the “continuous” map (10,000 samples/m).  Pa, Pb, Pc, and Pd are the power of “a 
continuous” map, a sampled “continuous” map (100 samples/m), the power of each map obtained by 
different electrode size, and the power of each map after invers TF respectively. Median, 1°,             
3° quartile, and range with N=17258. See (3) and (4) for computational details. 
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Conclusion  
The error range of power (RMS2) due to electrode size of the EMG maps is 
smaller than the error due to the IED, although these two parameters are 
connected (d < IED). Applying the inverse electrode TF to the maps reduces the 
errors only when we compare this with the resampled (100 samples/m) 
“continuous” map. On the other hand, larger electrode sizes provide an anti-
aliasing filter (Figure 1) which reduces the spatial bandwidth of sEMG. This 
effect remains to be investigated. 
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Abstract 
Appropriate inter-electrode distance (IED) is needed to enable the 
reconstruction of detailed muscle activity and obtain correct map’s featu res of 
HDsEMG. The spatial frequency bandwidth of sEMG was estimated by placing a 
grid of 16x8 pin electrodes (IED = 5 mm) on the biceps brachii (BB) and medial 
deltoid (MD) of a subject. Signals were sampled at 2048Hz for 15s             
(30720 samples). The zero padded 2D FFT (64x64 points) was performed for 
each instantaneous map without removing the offset of the map. Two arbitrary 
approaches of spatial bandwidth fmax were tested: 1) fmax smaller or equal to    
87.5 c/m that supports 90% of total power,  2) fmax smaller or equal to 87.5 c/m 
such that the amplitude of all spectral lines after it are smaller than 5% of PSD 
max. We found that 90% of the fmax values for BB (MD) muscle lies between 
25.0-87.5 (15.6-87.5) c/m and 9.4–59.4 (9.4-46.9) c/m for approach 1 and 2 
respectively. 
 
Introduction
The monopolar sEMG signals sampled from a grid of electrodes can be shown 
as series of maps (MxN) where each pixel in each instantaneous map represents 
either the instantaneous amplitude of the signal at  that channel or its root mean 
square value over a selected time window (RMS map). The signals are affected 
by three grid-related factors (see Figure 1): a) the size of the electrodes, b) the 
inter-electrode distance (IED), and c) the size of the grid. The effect of the size 
of the electrodes on the power of each map of the recorded sEMG has been 
discussed in Chapter 5. In this chapter and the following chapter, the effect of the 
IED will be discussed. 
In the time domain, 95% of the signal’s power is within 20-500Hz [1], [2]. 
Therefore, the sEMG signal in time is sampled at least at 1kHz (2048Hz in this 
work). However, the spatial bandwidth fmax of sEMG signals is still unknown. 
Knowing the spatial bandwidth of the sEMG signals is important because it can 
be used to define an optimal IED needed to record the sEMG without losing any 
information. 
The Fourier transform is a useful tool to analyze the spatial frequency 
component of a multichannel sEMG signals. A detailed explanation about it can 
be found in many writings, some of which are mentioned in the references at the 
end of this chapter. In this work, we will describe briefly the fundamental theory 
of the Fourier transform. 
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Figure 1. Issues of sEMG recording using a grid of electrode: 1) shape of the electrode, 2) size of the 
electrode, 3) inter-electrode distance, and 4) size of detection systems. 
 
Any signal satisfying Dirichlet conditions [3] can be described as a finite 
summation of sine functions. In the case where the signal is periodic, this 
summation is shown as a Fourier series. In the other case, a Fourier transform 
can be used to decompose the signal into its sinusoidal component with a residual 
error. By using this mathematical technique, we assume that the signal is periodic 
with the period approaching infinity. Let us consider a one-dimensional 
continuous signal x(t) with infinite length and periodic with period TP, the 
Fourier transform of this signal can be written as [4] 
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where ck is a complex value defined as the Fourier coefficients. Thus, the signal can be 
represented in a Fourier series, that is, 
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The harmonics obtained from the Fourier transform are represented in the 
frequency domain by a series of delta functions as shown in Figure 2. 
We can extend the Fourier transform expressed in (1) for a two-dimensional 
continuous signal. Given u and v as spatial frequencies in the x and y direction 
respectively, the 2D Fourier transform can be written mathematically as  
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The harmonics obtained from the Fourier transform are represented in the 
frequency domain by a bed-of-nails of delta function in a spatial frequency 
domain as shown in Figure 3. 
A continuous-time signal with the highest frequency (bandwidth) B Hz can be 
uniquely recovered from its samples if the sampling rate  in time ft is greater than 
two times B per second. This theorem is known as the Shannon-Nyquist theorem. 
If the sampling rate is smaller than the required sampling rate, we cannot 
reconstruct the original signal from its samples. In the frequency domain, this 
phenomenon can be seen as a multiple folding of the frequency (see Figure 4). 
The Shannon-Nyquist theorem is also applicable on a 2D signal or image. 
Given u and v as frequency component in x and y direction respectively.             
A continuous, band-limited function can be recovered with no error from a set of 
its samples if the sampling intervals are satisfy following conditions. 
 
max2
1
u
x   and 
max2
1
v
y   (4) 
 
Aliasing due to under-sampling in the space of a 2D signal or an image is 
known as spatial aliasing. Similar to the aliasing of the 1D signal, the spatial 
aliasing in frequency domain appears as an overlapping frequency component as 
shown in Figure 5. 
The sEMG signals obtained by a grid of electrodes at an instantaneous time 
can be considered as a map or image, whereby its frequency component can be 
analyzed using the Fourier, transform. The results of this transformation can be 
used to compute the spatial frequency bandwidth of the sEMG map and determine 
the optimal IED. 
 
 
 
 
Figure 2. This figure demonstrates two examples of Fourier transform on the 1D continuous signal. 
The frequency components of the signal are represented in the frequency domain by a delta function. 
 
 
 
6 
Chapter VI: sEMG spatial frequency bandwidth analysis 
PhD Thesis Subaryani Soedirdjo 80 
 
 
 
 
Figure 3. The Fourier components of 2D Fourier Transform are represented inside a plane. Several 
cases of signals in 2D are represented. The Fourier components might only lay on one axis (A), 
inside two quadrants (B), on both axis (C1), or all of the quadrants (C2) depending on the function 
used to generate the signal. In all cases, we can see that the Fourier components are symmetric 
through the origin (0,0) [5]. All signals extend from - to  in both directions. 
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Figure 4. This figure shows two examples of one dimensional signals constructed from 30 sinusoidal 
signals (1-30Hz, random phase: -/4 to /4) sampled with enough sampling frequency (fs,t=128Hz) 
showing a clear separation of the magnitude of the Fourier transform between the positive and its 
mirror frequency, i.e. there is no aliasing (A). Although the sampling frequency is low, as long as it 
still satisfies the Nyquist theorem (fs,t>2B) we can still have a signal which is free from aliasing (B). 
When the sampling frequency no longer satisfies the Nyquist theorem (C), signal aliasing occurs. 
This aliasing in frequency domain appears as an overlap between the positive and its mirror 
frequency. A lower sampling frequency (D) results in a greater effect of aliasing, which prevents us to 
reconstructing the original continuous signal and its amplitude. As shown in the figure, the amplitude 
feature (RMS value) of the signal could be lower or higher than the original signal. 
 
 
Figure 5. Figure a shows the Fourier transform of an image with correct sampling. Overlaps of the 
spectral periods appear in the undersampled image (b) and it becomes impossible to isolate a single 
spectral period. This figure is depicted from[6]. 
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Materials and methods 
Experimental procedure. Surface EMG monopolar signals were recorded for 
30s using a grid of electrodes (16x8, =1mm, IED=5mm, sampled in time at 
2048Hz). The grid was placed on: a) the short head of biceps brachii (BB) of a 
subject holding 4Kg in 90° elbow flexion, and b) the medial deltoid (MD) of a 
subject holding 4Kg in 90° abduction (see Figure 6). The skin was abraded and 
rinsed with water before attachment of the grid. The 5mm IED is equal to a 
spatial sampling frequency (fs) of 200 cycles/m (c/m). 
Signal processing. Bandpass filtering (20-500 Hz, 2nd order Butterworth zero 
phase filter), power line interference attenuation (by spectral interpolation  [7]), 
bad channel removal, and offset removal in time were performed. The central 15s 
of the signals (30720 samples) were processed. Signal processing was performed 
with MATLAB. 
Spatial bandwidth determination. The sEMG bandwidth (fmax) depends on how 
such frequency is defined. To provide such definition, the sEMG sampled in 
space at fs >2fmax must be available. In other words, we cannot estimate the 
spatial bandwidth of the sEMG maps that have “spatial aliasing” , i.e. maps whose 
frequency components near fs/2 are overlapping. The source of aliasing could be 
either the high frequency component of the map itself or the noise introduced by 
electrode-skin contact. 
We assume that each instantaneous monopolar map is the superposition of the 
true sEMG map and a 2D uncorrelated random noise. Therefore, the power 
spectral density (PSD tot) of the recorded signals is the sum of the sEMG and 
noise PSDs. Both PSDs are unknown. Then to determine the “correct” bandwidth, 
we establish two approaches: 1) fmax based on 90% power, and 2) fmax based on 
the power of the harmonics. 
 
 
Figure 6. The grid of electrodes (A) was placed on: B) the short head of biceps brachii of a subject 
and C) the medial deltoid of a subject  See text for details. 
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1) Approach 1 fmax based on 90% power 
Two premises used in this approach are: each of the maps is wide sense 
stationary and is affected by a white Gaussian noise. Therefore,                    
a 3 by 3 pixelwise adaptive Wiener filter is applied to each of the recorded 
maps (see reference [8] for a detailed discussion about the 2D Wiener filter). 
Then, the Fourier transform with zero padding in space (62 by 64 points) is 
performed for each map without removing the DC component of the map. 
The spatial frequency resolution is 3.125 c/m. 
We analyze the first quadrant (+fx1, +fy1) and the fourth quadrant (+fx2, -fy2). 
We find fx1, fy1, fx2, and fy2 such that the sum of the PSD harmonics reaches 
90% of the total power in both quadrants.  
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where ci is the Fourier coefficient while Pi is the power of each map at the time 
sample i computed up to the spatial frequencies (fx1, fy1) for the first quadrant and up to 
the spatial frequencies (fx2, fy2) for the fourth quadrant. The total power in both 
quadrants is obtained when fx1, fx2, fy1, and fy2 are equal to 100 c/m. If there is more 
than one combination of the four frequencies, the one with the largest fx or fy is 
considered. Then we define fmax-P as the highest value among fx1, fy1, fx2, and fy2. Maps 
whose fmax-P is greater than 87.5 c/m are categorized as maps with “spatial aliasing” 
(definition 1) and they are excluded from further analysis (see Figure 7). 
2) Approach 2 fmax based on the power of the harmonics 
In this approach, we hypothesize that each of the maps is affected by white 
gaussian noise whose amplitude of the power of each harmonic is equal to 
5% of the maximum PSD value.  
Similar to the first approach, we perform the Fourier transform with zero 
padding in space (64x64 points), such that we obtain spatial frequency 
resolution of 3.125 c/m. Then we compute the PSD of each monopolar map. 
The power of the harmonics in the first and fourth quadrants are analyzed to 
find fx1, fy1, fx2, and fy2 such that the power of each harmonic located after 
those spatial frequencies is less than 5% of the maximum PSD value.  
Then we define fmax-A as the highest value among fx1, fy1, fx2, and fy2. Maps whose fmax-A 
are greater than 87.5 c/m are categorized as maps with “spatial aliasing” (definition 2) 
and they are excluded from further analysis. 
 
 
Results and discussion  
Reconstruction and feature estimation of the sampled map are possible 
without error if the spatial sampling frequency satisfies the Nyquist -Shannon 
sampling theorem.  
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Figure 7. Image A) shows an example of map, after 3x3 Wiener filtering, that satisfies definition 1 of 
spatial bandwidth: (fx1, fy1) and (fx2, fy2) below 87.5 c/m, while image B) does not. 
 
 
Figure 8. Image A) shows an example of map that satisfies definition 2 of spatial bandwidth: fmax 
below 87.5 c/m, while image B) does not. 
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Figure 9. Spatial bandwidth of N out of 30720 maps obtained from two muscles: BB and MD. Panels 
a) and b) show a boxplot of spatial sEMG bandwidths obtained using Approach 1. Panels c) and d) 
show boxplot of spatial sEMG bandwidths obtained using Approach 2. 
 
 
According to the first approach, 90% of fmax-P values for BB muscle lies in the 
range of 25.0-87.5 c/m while for MD muscle lies in the range of                    
15.6-87.5 c/m. In addition, for each BB and MD muscle, 71% and 74% of    
30720 maps show no “aliasing”  respectively (Figure 9). According to the second 
approach, 90% of fmax-A values for BB muscle lies in the range of 9.4 – 59.4 c/m 
while the MD muscle lies in the range of 9.4 – 46.9 c/m. We found that 98% of 
the 30720 maps for both BB and MD muscles show no “aliasing”. 
Approach 2 provides lower estimates of fmax and a greater percentage of maps 
whose fmax is smaller or equal to 87.5 c/m. If Approach 2 is adopted, IED=5mm 
would be acceptable for 97% of the maps from BB and MD muscles. If   
Approach 1 is adopted IED=5mm would be acceptable for 71% of the 
instantaneous sEMG monopolar maps from BB and MD muscles. 
The evidence that Approach 2 provides lower estimates than Approach 1 can 
be explained as follows. Given two continuous one-dimensional signals, the first 
signal has a power spectrum that resembles a triangular shape with no tail  (see 
Figure 10A). The second signal has a power spectrum which has a steep 
decreasing slope until a certain frequency where its amplitude is equal to the 5% 
of the maximum PSD (H2) then gradually decreasing and forming a long tail (see 
Figure 10B).  
A) Case 1: the power spectrum of the signal has a triangular shape with no tail  
The total power of the whole signal is the area under the plot. 
 
2
last
2
1
HfPtot   (6) 
 
Lets fA be the frequency harmonic whose power equal to 5% of the maximum 
PSD (H2). Thus, the total power of the harmonics between fA and flast is 
computed as follows. 
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Figure 10. These are three example of power spectral shape that might give different results for 
approach 1 and approach 2. 
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By substituting (6) to (7) we obtain 
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In consequence, the total power of the harmonics between fA and flast will be 
always smaller than 5% of the whole signal’s power. Furthermore, we can 
infer that the fmax obtained by the Approach 1 will always lower than 
Approach 2 because Approach 1 maintains the total power of the harmonics 
between fA and flast equal to 10% of the Ptot. 
B) Case 2: the power spectrum of the signal has steep decreasing slope until a 
certain frequency where its amplitude is equal to the 5% of the maximum 
PSD (H2) then gradually decreasing and forming a long tail 
The total power of the whole signal is the area under the plot.  
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Then, the total power of the harmonics between fA and flast is computed as 
follows. 
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By substituting (9) to (10) we obtain 
 
totff P
ff
ff
P
lastA



 05.0
05.0 Alast
Alast
 to  (11) 
 
If flast is equal to 2.1 times fA, then the total power of the harmonics between fA 
and flast will be equal to 5% of H2. If flast is less than 2.1 times fA, the total 
power of the harmonics between fA and flast it will be less than 5% of H2. In 
other conditions, the total power of the harmonics between fA and flast will be 
greater than 5% of H2. 
In this case, the fmax obtained by the Approach 1 could be lower or higher or 
equal to that obtained by Approach 2 depending on the frequency 
components of the map. 
 
Conclusion  
The issue of inter electrode distance is important in many applications such as 
sEMG RMS estimation or signal decomposition. To estimate its spectral domain 
features a signal must be sampled at fs greater than 2fmax. This requires 
knowledge of its fmax, which is not available. Estimating fmax when it is near fs/2 
requires approximations and assumptions. We provide two approaches with their 
corresponding results obtained from one BB and one MD muscle.  Based on the 
fact that the second approach depends on the length of the power spectrum’s tail, 
approach 1 is recommended to be used. 
More work is required to obtain consensus on the IED that would provide an 
acceptable compromise between cost of the electrode system and information 
loss. 
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Abstract 
The estimated spatial amplitude (spatial RMS) and reconstructed map of 
muscle activity from the recorded sEMG signals is affected by physical 
dimension of the electrodes (size and shape), size of the grid, and the inter-
electrode distance (IED). We focus on the effect of IED on the spatial RMS. The 
effect of IED on spatial RMS estimation was investigated using the 30s 
monopolar sEMG signals sampled in space using a grid of pin electrodes (16x8; 
=1mm, IED = 5mm, 200 samples/m,) and sampled in time at 2048 Hz. The grid 
was placed on short head of biceps brachii (BB) and medial deltoid (MD). Then, 
the central 30720 instantaneous map (15s) were processed. To reduce the 
likelihood of heavy aliasing, the Fourier transform with zero padding in space 
(64x64 points, 3.125 cycles/m resolution) was performed for all maps without 
removing the offset of each map. Maps in which at least one row or column 
showed more than 10% of its power above 87.5 cycles/m were excluded. The 
remaining maps were kept for reconstructing high-resolution maps as reference 
maps (0.1mm IED) by using 2D Sinc function.  
Maps with larger IED were obtained by down sampling the reference maps  
while maintaining the area. We computed: 1) the spatial RMS of each sEMG 
map, 2) the mean of the spatial RMS values over a 1s period for 15s and 3) the 
RMS of each channel in the 1s period and then the spatial mean over all channels.  
Larger IEDs result in loss of details in the sEMG maps and cause an error in 
spatial RMS estimation (RMSE). We found that the spatial RMSE could reach up 
to 18% and 9% for BB and MD muscles respectively. However, when the RMS of 
the map is computed in 1s epoch, the RMSE is negligible . 
 
Introduction
Muscle activities can be recorded as electric potentials through one or more 
electrodes placed on the skin over the targeted muscle, called as surface 
electromyogram (sEMG) [1]. It is well known that the recorded sEMG signal is 
affected by electrode location with respect to the innervation zone s (IZ), inter-
electrode distance (IED), and electrode physical dimension.  A single differential 
(SD) sEMG signals obtained from electrodes near the IZ has a lower amplitude 
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(see Figure 1) and higher power spectral frequency compares to the SD signals 
obtained from the other part of the muscle except the tendon area  [2], [3]. For 
this reason, to obtain a complete representation of muscle activity, multi-channel 
sEMG systems such as linear electrode arrays [4] or grid of electrodes [5] is 
suggested. 
Linear electrode arrays can be used to estimate muscle fiber conduction 
velocity (CV) and determine the location of innervation zones and tendons . On 
the other hand, a grid of electrodes allows the user to demonstrate the spatial 
distribution of sEMG over the skin surface above a single muscle [5] and 
enhance the prediction of IZ location and estimation of CV and it can be used to 
predict the length and orientation of the muscle fiber [6]. In addition, the sEMG 
signals obtained by a grid of electrodes are useful for sEMG signal 
decomposition.  
The multi-channel sEMG systems solve the issue about electrode location . 
However, the recorded signals are still affected by three factors: a) size of the 
electrodes (see Chapter 5), b) the IED, and c) the size of the grid. In this study, 
we will focus on the effect of IED on the amplitude estimation of sEMG signals 
obtained with a grid of electrodes. 
Larger IED has been shown to decrease motor unit potential contribution to 
the recorded surface electromyography recorded with a grid of electrodes [7]. 
Moreover, larger IED is demonstrated to increase the time-averaged rectified 
value (t-ARV) of the signals recorded not only with bipolar electrodes placed on 
the frontalis muscle [8] but also the t-ARV of the single differential signals 
recorded with an array of electrodes placed on jaw elevator muscles [9] and 
human upper trapezius muscle [10]. Larger IED also increase the root mean 
square (RMS) values computed in 1s epoch of sEMG signals recorded from 
vastus lateralis with bipolar configuration [11]. 
 
 
 
 
 
Figure 1. The single differential signal obtained from biceps brachii muscle contracted at 70% MVC 
shows that the amplitude of the signals is lower at the IZ. The image was taken from [1]. 
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The investigations mentioned above evaluate the effect of IED on the bipolar 
electrode configuration and a linear array of electrodes, but not a grid of 
electrodes. The monopolar sEMG signals sampled from a grid of electrodes can 
be shown as series of maps (MxN pixel) where each pixel in each instantaneous 
map represents either the instantaneous amplitude of the signal at that channel or 
its root mean square value over a selected time window (RMS map).  Large IED 
could introduce aliasing (see Chapter 6) which implies on disabilities to 
reconstruct the continuous distribution of muscle activity and loss of information. 
Investigation on the simulated sEMG maps of a monopolar potential distribution 
(superficial single muscle fiber or motor unit action) proves that larger IED tends 
to increase the error of sEMG amplitude estimation [12]. However, since that in 
the practical situation there is millions of muscle fibers activated, it is interesting 
to see the effect of the IED on the recorded sEMG signals.  
 
Materials and methods 
Experimental procedure. The 30s surface EMG monopolar signals were 
recorded using a grid of electrodes (16x8, =1mm, IED=5mm, sampled in time 
at 2048Hz). The grid was placed on a) short head of biceps brachii (BB) of a 
subject holding 4Kg in 90° elbow flexion, and b) medial deltoid (MD) of a 
subject holding 4Kg in 90° abduction (see Figure 2). The grid was placed on the 
skin after slightly abrading the skin with abrasive paste (Nuprep; Weaver and 
Company, USA) and cleaning it with water. 
Signal processing. Bandpass filtering (20-500 Hz, 2nd order Butterworth zero 
phase filter), power line interference attenuation using spectral interpolation 
[13], bad channel removal, and offset removal in time were performed. The 
central 15s of the signals (30720 samples) were processed . Signal processing was 
performed with MATLAB. Then we adopt Approach 1 presented in Chapter 6 to 
determine which map has aliasing. Maps with “aliasing”, i.e. maps whose fmax is 
greater than 87.5 cycle/m, are excluded from further analysis. 
 
 
Figure 2. The grid of electrodes (A) was placed on B) the short head of biceps brachii of a subject 
and C) medial deltoid of a subject  See text for details. 
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Figure 3. Downsampling a map can be done by a) skipping pixels starting from the center of the map, 
or b) down sampling the map while maintaining the area. 
 
Downsampling the sEMG maps. Each of the “alias free” maps is interpolated 
with a 2D Sinc function to obtain a set of reference maps sampled with       
10,000 samples/m. Then, these reference maps are down sampled in space to 
simulate the different IED. There are two ways to downsampling a map: 
1) Downsampling by skipping electrodes from the center of the map [12]. 
The pixel located at the center of the map is considered as a reference point 
which is always included in the maps down sampled for different IED. Then 
the other pixels are selected by skipping pixels starting from the reference 
point. (see Figure 3a). The advantage of this method is the ability to simulate 
IED with size multiple of the pixel’s size (1000/spatial sampling frequency 
in c/m). However, if the total area of the skin covered by the electrodes is 
defined by the boundary formed by the outer electrodes, the coverage area of 
the simulated grid of electrodes is changing and depends on the IED. 
In the signal processing point of view, the size of the electrode’s grid  means 
the size of a 2D windowing function which is applied to the  2D signal. 
Therefore this downsampling method introduces a different windowing effect 
for each IED. 
2) Down sampling while maintaining the coverage area of the electrodes  
In this approach, the four corner electrodes are maintained for different IED  
resulting in equal coverage area (see Figure 3b). Even so, the number of IED 
that can be simulated is limited since the number of selected pixels need to 
be an integer value. In contrast with the first method, since we main tain the 
size of the coverage area, the windowing effect is equal for each IED.  
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In this work, we adopt the second method to obtain eight sets of sEMG maps 
sampled with 10,000, 1,000, 666.67, 400, 333.33, 200, 133.33, and                
66.67 samples/m. 
Calculating the Root Mean Square (RMS) value.  The activity of muscle can be 
recorded using a grid of electrode constructed from M by N electrode placed with 
equal distance in both vertical and horizontal directions  (see Figure 4). At each 
instantaneous time t, we obtain a map whose value at each position is the 
instantaneous sample of each channel at  the corresponding location (m,n). The 
root mean square (RMS) value of the T samples in time and M by N samples in 
space of multichannel sEMG signals is defined in several ways described below.  
1) Definition 1 
The RMS value of multichannel sEMG signals at the kth time window (each 
time window consist of T samples) is the square root of the EMG power 
inside that time window. The power of sEMG signals can be computed in two 
ways: 
a) Compute the power in time and take the average of all values in space 
By computing the power in time, we have a map where each pixel P(m,n) is the 
power of the signal for T samples in time at the corresponding location (m,n). 
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Then we take the average of all channels. 
 
 
Figure 4. A multichannel sEMG signals can be shown as a series of map in time where the column 
and row of the map represent the location of the electrodes 
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b) Compute the power in space and take the average in time 
By computing the power in space, for each instantaneous time t we have a value, 
which is the power of the instantaneous map. 
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Then we take the average of all time samples 
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Both equations (2) and (4) show an identical result. 
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Then the RMS value at the kth time window is obtained as follow. 
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2) Definition 2 
The RMS value of multichannel sEMG signals in one time window of          
T samples is the average in space over M by N samples of RMS value 
computed for each channel. 
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3) Definition 3 
The RMS value of multichannel sEMG signals in one time window of          
T samples is the average in time over T samples of RMS value computed in 
space over M by N samples for each time sample. 
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Considering only one instantaneous map, the result obtained by (8) will be equal to (6) and 
smaller than (7). Furthermore, in the case of single map, definition 2 violates the concept of 
root mean square value since the result will be the mean of the values in space over        
M by N samples. 
Then, for each set of maps obtained with different spatial sampling frequencies, we 
calculate the RMS values computed on each map as in Definition 3 (8). The next step is 
evaluating the effect of different spatial sampling frequencies (RMSd) by computing the 
relative RMS error (RMSEn) of the map at the nth sample with respect to the reference map 
sampled with 10,000 sample/m (RMSref). 
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Additionally, we also evaluate the relative RMS error (RMSEg) of the RMS value 
computed on each instantaneous map (8) for each IED (RMSd) and averaged within a 
groups of 1000 “alias-free” maps. The samples remainder of the grouping process were 
discarded. 
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RMSE
ref
refd
g 

  (10) 
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Results and discussion  
The consequence of using larger IED is the loss of detail information which 
shows in the error on the estimation of RMS value. Figure 5 demonstrates that at 
one instantaneous time, different IED might give a different estimation of sEMG 
RMS value: overestimate, underestimate, or equal compared to the continuous 
map. One of the sources that cause these differences is the spatial aliasing (see 
Chapter 6). We adapt Approach 1 presented in Chapter 6 to obtain correct RMS 
calculation of the sEMG map. Then, exclude the maps which have “aliasing” and 
obtain 21745 maps for BB muscle and 22568 maps for MD muscle out of     
30720 maps. Since the criterion of “aliasing” used in Approach 1 is very 
primitive and not necessarily correct in each case, the selected maps may not be 
all “alias-free”. 
The RMS amplitude estimation error at  the instantaneous time could reach up 
to 18% for map obtained from BB muscle sampled with 66.67 sample/m (equal 
to IED of 15mm) as shown in Figure 6. The same figure also suggests that for 
both BB and MD muscles, the errors of amplitude estimation are monotonically 
increased along with lower spatial sampling (larger IED) and it  tends to 
underestimate the RMS amplitude estimation of the sEMG map. The          
median (interquartile range) of the RMS amplitude errors of the map obtained 
with 15mm IED is -1.2%(8.8%) for BB muscle and -2.1%(4.0%) for MD muscle. 
Recall the Shannon-Nyquist theory which stated that a continuous 2D signal 
can be reconstructed from its sample without error if the sampling frequency in 
space greater than twice of its highest spatial frequency component. In other 
word, the RMS of the sampled 2D signal should be equal to the RMS of it s 
continuous form. This is not in the case since the plot in Figure 6 shows that there 
are errors between the recorded sEMG map (IED 5mm) with the “reconstructed” 
map (IED <5mm) using 2D Sinc function. Thus, we can  infer that the selected 
maps not really alias free which may caused by the noise of the map.  
 
 
Figure 6. The RMS errors of maps obtained from biceps brachii (A) and medial deltoid (B) are 
increased along with greater IED. Up to IED of 5.0mm, the error is negligible (within a range of 
5%). There are errors between the recorded sEMG map (IED 5mm) with the “reconstructed” map 
(IED <5mm) using 2D Sinc function which implies that the selected maps not really alias free. 
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Figure 7. Spatial root mean square relative error RMSE [%] versus IED of the reconstructed image. 
The figure is reproduced from [12]. 
 
 
This finding is different from the results of the previous investigation using 
simulated monopolar sEMG map [12]. In their work, they assume that the 
detecting system is a grid of point like electrode with 1mm IED covering         
128 x 128 mm2 area of the skin. The EMG map obtained from this reference map 
(1mm IED) is down sampled up to 20mm IED starting from the central electrode 
towards the edges (see Figure 3a). Later on, they reconstruct the original map 
from its sampled map with bicubic spline. Then the two EMG amplitude 
indicators (average rectified value/ARV and root mean square/RMS) for different 
IED were computed. Furthermore, they compare these ARV and RMS values to 
the ARV and RMS values of the original simulated sEMG map with 1mm IED. 
They found that the spatial RMS errors (RMSEn) of the reconstructed map 
oscillate as the IED increases (see Figure 7). The oscillating RMSE might be due 
to changing of coverage area of the electrodes which implies different windowing 
effect (see Figure 3a). Greater sample size leads to smaller windowing effect,   
i.e. narrow power spectrum leakage in the frequency domain. In this study, the 
downsampling process of the map maintains the coverage area of the electrode 
grid thus the results are not affected by the changing of the area.  
In addition, it is noticeable that the RMSEn values of maps obtained from MD 
muscle are smaller than RMSE of BB muscle. Based on this evidence, we can 
infer that the sEMG map obtained from MD muscle is smoother (slow pixels 
variation) than those of BB muscle. A smooth sEMG map reflects low spatial 
frequency components which in line with the findings in Chapter 6 where the 
bandwidth of sEMG for MD muscle is lower than BB muscle (see Figure 9 in 
Chapter 6). 
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Then, we analyze the error in a group of maps (RMSEg). We take the maps 
without “aliasing”, i.e. 21745 maps from BB muscle and 22568 maps for MD 
muscle, and divide it into groups of 1000 maps. Thus, we obtain 21 groups and 
22 groups of maps for BB and MD muscles respectively for each IED. The 
remaining samples are discarded. Then the average RMS value for each group is 
computed and the relative errors between the average RMS value obtained from 
each IED and the average RMS value obtained from maps (IED 0.1mm) were 
evaluated (10). 
We found that the RMSEg of the maps obtained from both muscles (BB and 
MD) are monotonically increases significantly (p<0.05) along with larger IED. 
However, RMSEg shown in Figure 8 are smaller than the relative errors obtained 
from each map (see Figure 6) and negligible as they are smaller than 3% with 
respect to the RMS values of the maps resampled with 10,000 sample/m 
computed in the same way. While RMSEn values show both positive and negative 
errors, RMSEg values are all negative. This evidence can be explained as the 
results of averaging the RMS values in a group of maps . 
 
 
 
 
 
Figure 8. The relative error of the spatial RMS of sEMG “alias-free” map (at IED = 5mm) 
resampled with different spatial sampling and averaged within a group of 1000 maps with respect to 
the spatial RMS of the sEMG maps resampled at 10,000 sample/m computed in the same way. Larger 
IED tends to underestimate the amplitude of sEMG for signals. See text for detail. 
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Conclusion  
Downsampling the instantaneous maps while maintaining the coverage area of 
the electrode resolves the issue of the different windowing effect that appears in 
the previous investigation [12]. Having the same windowing effect on each of the 
maps resampled with different spatial  sampling (different IED) allow us to 
compare the results. 
Larger IEDs result in loss of details in the sEMG maps and cause an error in 
spatial RMS estimation (RMSEn). We quantified the RMSEn for IEDs ranging 
from 0.1mm to 15mm. For the maps with 15mm IED,  the RMSE were 18% and 
9% for BB and MD muscles respectively.  
If we consider the average of spatial RMS in a group of samples, the error 
between these averaged values and the spatial RMS of the reference maps 
computed in the same way (RMSEg) is lower than 3%. Still, in specific 
applications such as differentiating signals or segmenting regions of activation in 
a muscle or activities of small muscles, small IED is recommended. 
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The effect of elbow joint angle and contraction level on the RMS of sEMG 
 
Introduction
Flexion and extension of the arm are frequently used in various activities of 
daily living. Three muscles that are responsible for elbow flexion movement are 
biceps brachii, brachialis, and brachioradialis [1]. Thus to allow these 
movements, a certain correlation between activation of the elbow flexor muscles 
and the position of the arm should exist. Knowing the relation between muscle 
activity and the elbow joint angle can be useful in many fields such as the control 
system of the exoskeleton of the upper limb [2]. 
Several approaches to correlate the sEMG recorded from one or both 
superficial elbow flexor muscles have been proposed such as the Principal 
Component Analysis [3], the Artificial Neural Network [4], [5], the angle-EMG 
biomechanical model [6], and the mathematical approach with pre-defined angle 
and load [7]. However, the direct correlation between sEMG and elbow joint 
angle is still unknown. 
In this study, the correlation between sEMG RMS amplitude, recorded from 
biceps brachii and brachioradialis and elbow joint angle and force, is 
investigated. 
 
Materials and methods 
Subjects. Ten healthy sedentary men [median (interquartile range): age 25 (5) 
years; height 170 (2) cm; weight 70 (16) kg] volunteered to participate in the 
study. No subject had any known neuromuscular or skeletal impairment. Each 
subject received a detailed explanation of the study and gave written informed 
consent prior to participate. 
Experimental procedure. Participants were sitting on a chair with the arm at 
90 degree flexion. The upper arm of the subjects was rested on a brace and the 
lower arm was in supinated position (see Figure 1). The surface EMG monopolar 
signals were recorded from biceps brachii (both short head/ SH and long head/ 
LH) and brachioradialis (BR). The position of each head of the biceps brachii 
was analyzed using a B-mode ultrasound (TELEMED). Then, we abrade the skin 
with abrasive paste (Nuprep; Weaver and Company, USA) and cleaned with 
water. A grid of electrodes (8x6, =3mm, IED=10mm) was placed on the BB 
such that both heads of the BB were equally covered. To record the muscle 
activity from BR muscle, we used a linear array of electrodes (8 electrodes, 
=3mm, IED=5mm). An array of electrodes with equal properties  was also 
placed on the triceps to evaluate whether co-contraction exists. 
The participants were asked to perform, in random order, isometric contractions 
at four different contraction levels (10%, 30%, 50% and 100% of the maximum 
voluntary contraction /MVC) and five elbow joint angles (multiples of 15 degrees 
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from 75 to 135 degree) against an isometric brace. The MVC was measured for 
each joint angle as suggested in [8]. The 5s sEMG signals were recorded when 
the participants performed MVC and 10s for the other tasks. The signals were 
sampled with 2048 sample/s.  
Signal processing. The central 3s of the single  differential (SD) signals 
obtained when the participants performed MVC and the central 5s of the SD 
signals obtained from the other task were processed. Bandpass filtering (20-500 
Hz, 2nd order Butterworth zero phase filter), power line interference(PLI) 
attenuation using spectral interpolation [9], bad channel removal, and offset 
removal in time were performed. The selection of the method to attenuate the PLI 
is based on the investigation reported in Chapter II, where we found that spectral 
interpolation is a simple way to attenuate the PLI while maintaining the shape of 
the signals. Then, the RMS value of each channel of the sEMG map was 
computed within 500ms epoch. 
In this study, we adopted two methods to obtain representative RMS value: 1) 
calculate the average of the channels whose RMS values are above 70% of the 
maximum RMS at that epoch, and 2) compute the average of the RMS values 
from channels inside the muscle active region. The first and second method were 
applied to the signals obtained from BR and BB muscles respectively. To 
estimate the muscle active region watershed segmentation [10] is used. The 
active regions of the muscle, i.e. regions of interest/ROI of the sEMG map, are 
one or more clustered pixel with a total number of pixels inside the ROI denoted 
as PROI. Then the RMS values inside the selected area were averaged in space as 
shown in (1).  
 
  
 

ROIP
n
T
t
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k tPS
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R  (1) 
 
 
 
Figure 1. The grid of electrodes was placed on biceps brachii. Each of the participants was asked to 
perform isometric contraction against an isometric brace. See text for details. 
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where R is the RMS value averaged in space at kth epoch, T is the length of the 
epoch, and S(PROI,t) is the instantaneous sEMG amplitude located at the channel 
inside the ROI.  
Using these methods, the RMS values coming from electrodes located over the 
innervations zone (IZ) were excluded and we obtain six averaged RMS values for 
the sEMG signals acquired at MVC task and ten averaged RMS values for the 
rest of the task. 
Statistics. The Spearman rank correlation is used to test the correlation 
between joint angle and the RMS values obtained from biceps brachii and 
brachioradialis. 
 
 
Results and discussion  
Evaluation on the grid of electrodes 
The sEMG signals acquired with a grid of electrodes are affected by the 
physical dimension of the electrode, the inter-electrode distance (IED) and the 
size of the grid. In this study, we used a grid of electrode composed with 48 
circular electrodes having 3mm diameter and 10mm IED. In the previous chapter, 
IED of 10mm shows an error on the RMS value computed in space at each 
instantaneous sample about 15% compared to the RMS value of the interpolated 
sEMG map (see Figure 6 in Chapter 7). However, these errors may cancel out 
each other and becomes negligible when we average it in a group of samples (see 
Figure 8 in Chapter 7). In the same sense, since the RMS of each channel is 
computed within a 500ms time window, we can conclude that the grid with 10mm 
IED shall introduce an error of the RMS values (defined in (1)) at about 2.0%. 
Maximum torque at different elbow joint angles  
For each participant, the torque at MVC at each joint angle is measured and 
normalized to its maximum value. Then,  a quadratic fitting curve is drawn. The 
plot in Figure 2 shows that the maximum torque is decreased monotonically as the 
participants extend their arms. This finding is similar to the results reported in 
[8] although, in their investigation, the upper arm was placed parallel to the 
trunk. 
Co-activation of triceps brachii muscle 
Visual analysis was made on the sEMG signals obtained from triceps brachii. 
Besides the amplitude of the RMS value that is similar to the noise level, 
propagation of the motor unit action potential is not detected  (see Figure 3). The 
same figure suggests that the non-propagating component of the signals obtained 
from the triceps brachii could be evidence of the cross talk from the BB muscle.  
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Figure 2. The torque produced at maximal voluntary contraction decreases along with greater elbow 
joint angle. The values for each subject are normalized with respect to the maximum torque produced 
by that subject. 
 
 
Figure 3. These plots show two single differential signals obtained from a) the first column of the grid 
of electrodes placed over the biceps brachii (BB) muscle and b) the linear array of electrodes placed 
over the triceps brachii (TR) muscle of a subject performing MVC at 120° elbow joint angle. The gray 
lines show the evidence of the propagation of motor unit action potentials in the signals obtained 
from BB and at the same time, non-propagating components are observed in the signals obtained 
from TR. 
8 
Chapter VIII:  Effect of elbow joint angle and contr. level on the RMS of sEMG 
PhD Thesis Subaryani Soedirdjo 113 
Crosstalk is a phenomenon where the sEMG signals from the active muscle can 
be detected over the adjacent non-active muscle as a non-propagating component 
with smaller amplitude [11]. Based on this evidence, we conclude that the triceps 
brachii is not activated. This finding is not supporting the results in [12] where 
they found co-activation of antagonist muscle during maximum voluntary 
contraction of the elbow flexion. This difference might occur since in this study 
the upper arm of the participant is supported and  fixed to the isometric brace.  
Bad channels 
Visual inspection on each sEMG channel is performed to determine bad 
channels. The number of bad channels found in this study for each recorded set 
of signals is as high as four channels out of 48 channels for the grid of electrodes 
and 1 channel out of 8 channels for the array of electrodes. The signals at that 
bad channels are replaced by the average of their adjacent channels.  
 
 
Figure 4. These figures show the effect of elbow joint angle and force level on the single differential 
RMS map averaged for all the epochs (see text for detail) from one participant. The force level is 
computed with respect to the maximum voluntary contraction measured on that particular joint angle. 
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Selecting muscle active region 
In this study, we analyze the sEMG obtained from two elbow flexor muscles, 
i.e. biceps brachii and brachioradialis. The activity of these muscles changes 
according to the force level and elbow joint angle.  An example of the muscles’ 
activities measured as RMS values (1) computed for each channel within 0.5s 
epoch and averaged through all epochs are shown in Figure 4. This figure 
demonstrates that for this particular subject the activity of both muscles (BB and 
BR) are increased along with higher force level. As the arm extended, up to  120-
degree elbow joint angle, the activity of both muscles increased and then 
decreased at 135-degree elbow joint angle. To obtain a representative value for 
each task, we compute the average of RMS values of the channels inside the 
muscle active region to avoid computational bias from IZ. As mentioned in the 
section Materials and Method, the Watershed algorithm is used to estimate the 
active region of the BB muscle.  
The concept of the watershed algorithm used to segment the sEMG map can be 
explained as follows. A map of sEMG can be represented as a topographical 
relief. Pixels with high intensity considered as elevated surface and pixels with 
low intensity as catchment basins.  Then the segmentation lines were estimated by 
processing the gradient of the map [10] and the result of this method is the 
estimated active regions or region of interest (see Figure 5). Using this method, 
we can avoid the RMS values obtained from the channels over the IZ.  We obtain 
the representative RMS value of each epoch at each task as the average of the 
RMS values that are located inside the muscle active region.  
 
 
 
Figure 5. Watershed segmentation estimates the active region of the muscle. The left figure shows an 
example of a single differential RMS map (interpolation of the map only for display purpose) while 
the figure on the right is the result of the segmentation. The representative RMS value is obtained by 
taking the average of the RMS values that located inside the muscle active region (region of interest). 
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Activity of biceps brahii short head and long head 
In the first attempt, we would like to evaluate whether the activity of each of 
the BB heads differs along with changing of the force level and elbow joint 
angle. This issue has never been addressed before. The grid of electrodes was 
placed carefully on the biceps after knowing the location of the head. Thus, we 
can infer that the signals from the first three columns are obtained from the long 
head (LH) of the biceps brachii and the signals from the last three columns are 
obtained from the short head (SH) of biceps brachii. Then for each head, the 
representative RMS value is the average of RMS values inside the active region 
located at the first three columns and the last three columns for the LH and SH 
respectively. 
 
Table 1. The Wilcoxon rank sum test was performed to evaluate whether the activity of the short head 
of biceps brachii is different from the long head. Three of the participants show similar activity 
between their short head and long head while the other participants show that their short head is 
more active than the long head. Significant difference of activity between the heads (p<0.05) is 
denoted with the symbol ‘+’ 
 
75° 90° 105° 120° 135°
A + +
B
C + + +
D + +
E
F +
G
H + +
I
J
10% MVC
Subject
  
75° 90° 105° 120° 135°
A + +
B
C +
D
E
F +
G
H + +
I +
J
Subject
30% MVC
 
 
75° 90° 105° 120° 135°
A +
B
C +
D
E
F + +
G + + +
H + +
I +
J
Subject
50% MVC
  
75° 90° 105° 120° 135°
A +
B
C +
D
E
F +
G
H + + +
I
J
Subject
100% MVC
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The Wilcoxon rank sum test was used to evaluate whether the activity of the 
short head of the BB muscle is different from the long head. We found that three 
participants (B, E, and J) had similar muscle activity at both heads while the 
other participants activated more the SH rather than the LH (see Table 1). 
However, no general pattern of the activity of each head can be observed  from 
this data. 
In the elbow flexion task, the SH of the biceps brachii muscle should be more 
activate than the LH since the SH is known as a strong flexor while the LH is 
known as a strong supinator [13]. The differences in the SH and LH activity 
might derive from different strategies of the muscle contribution for each task.  
Biceps brachi and brachioradialis muscles activities  
Furthermore, we want to evaluate the general activity of the biceps brachii 
and brachioradialis. Figure 6 shows the boxplot of the representative RMS value 
at each epoch and at each task obtained from the same subject as in Figure 4. This 
figure suggests that the activity of both muscles (BB and BR) behave similarly. 
The RMS value increases at a higher force level and decreases at a larger joint 
angle. However, this behavior does not occur in the sEMG from the other 
participants. 
 
 
Figure 6. This plot demonstrates the changes in muscle activity of biceps brachii and brachioradialis 
recorded from a subject while performing isometric contraction at five elbow joint angles and four 
contraction levels. The average RMS values increase at higher force levels regardless of the elbow 
joint angle. 
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For each submaximal contraction level we have ten epochs and we have six 
epochs for the MVC. Figure 7 shows the median of the averaged RMS value from 
all epochs which has been normalized to its maximum value (the plots were 
interpolated only for demonstration purpose). Five participants show similar 
behavior on both muscles (participant A-E). The activities of both muscles 
increase at greater force levels and decrease along the extension of the arm 
except for the BR muscle of participant C. In contrast with the other participants, 
two participants (F and G) show that their muscle activities are not affected by 
different elbow joint angles. The last three participants (H-J) show that their 
muscle activities increase along with a higher force level and a greater elbow 
joint angle except for the activity of the BR muscle of participant J.  
The Spearman rank correlation test is performed for each participant using the 
data from all epochs at the same force level and different elbow joint angles (see 
Table 2). The rho value of zero means that the ranks of one variable do not covary 
with the ranks of the other variable while the p-value shows the significance 
level. The RMS values of the BB muscle are monotonically decreased with 
significant level p<0.05 along with the arm extension for seven participants (A-
C, E, G-H, and J) regardless of the force level except for participants B, E, and J. 
These three participants, at 10% MVC, show increasing RMS values along with a 
greater elbow joint angle. Two participants (D and I) show opposite behavior i.e. 
the RMS values monotonically increase at a greater elbow joint angle. This 
characteristic also appears on the RMS values of the BR muscle of the same 
participants. In contrast with the other participants, one participant (F) shows 
increasing activity of BB and decreasing activity of BR along with  the extension 
of the arm. 
We observed that there are three main groupings of the behavior of BB and BR 
muscle activities. The participants of the first group are those whose muscle 
activities of biceps brachii and brachioradialis decrease as the joint angles 
increase (participants A-C, E, G-H, and J). The second group is the participant 
whose muscle activities of BB and BR increase along with greater elbow joint 
angle. The third group is the participant whose BB muscle activity increases 
while the BR muscle activity decreases as the participant extends his arm. The 
first group corresponds to the results presented in the investigation performed in 
the dynamic condition reported in [14] which is opposite of the behavior of the 
second group which is in line with the result reported in [15], [16]. 
The origin of these differences might come from the fact that the innervation 
zones (IZ) of the muscle shift along with the changing of the elbow joint angle. It 
has been reported that the IZ shifts proximally about 4.5 -7.00mm with increases 
in isometric torque [17] and shifts distally up to 30mm along with the extension 
of the arm. It is well known that the amplitude of sEMG signals recorded from 
the area over the IZ is significantly different than the other area [18], i.e. in 
single differential configuration the amplitude is  nearly zero [19]–[21]. 
Investigations [14]–[16] did not locate the IZ which might be the reason for their 
findings. Another reason for these differences is the unknown activity level of 
brachialis muscle.  
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Table 2. The Spearman rank correlation between the EMG RMS amplitude averaged inside the ROI 
(defined in (1)) obtained at the same force level and different joint angle. 
 
 
*p-value < 0.05 reflects that the Rho is significantly different from zero 
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Conclusion  
The IZ of the muscle is shifted as the arm extended. To avoid measurement 
bias caused by the IZ, a grid of electrodes is used.  
We found that for most of the participants, the short head of the biceps brachii 
is more active than the long head. This difference in behavior might be 
introduced by the different strategies of load sharing between the muscles and the 
activity of the brachialis muscle which is difficult to measure via surface EMG 
detection systems. 
The results in this work suggest that the activity of the two elbow flexor 
muscles (biceps brachii and brachioradialis) might depend on the subject. In 
general, the activity increases as the force levels increase and decreases along 
with greater elbow joint angle. 
However, the results presented in this study might not be correct since we 
used a grid of electrodes where the diameter of the electrode is 3mm, i.e. the 
limit of the electrode’s size to obtain negligible spatial filtering effect (see 
Figure 1 in Chapter 5). Moreover, the 10mm IED introduces aliasing in a 
considerable number of sEMG maps depending on how aliasing is defined (see 
Figure 9 in Chapter 6). 
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The idea of the works presented is to introduce a new perspective on surface 
EMG analysis. Several important issues that might affect the result of sEMG 
measurement such as attenuating power line interference (PLI), selection of 
digital low pass filter to extract the sEMG envelope, the effect of subcutaneous 
layer thickness, the properties of 2D detection system are presented and 
discussed. These issues are important to provide a correct sEMG measurement, 
i.e. we can reconstruct the continuous muscle activity in space and obtain correct 
properties (RMS value, the centre of mass, etc). 
An ideal PLI attenuator should maintain the shape of the signal while 
attenuating the frequency component of the power line.  Signal shape is important 
for some application such as computation of conduction velocity. We found that 
to attenuate PLI of a short signal (3s), spectral interpolation technique is 
preferred. To maintain signal shape and online application, an adaptive noise 
canceller with phase locked loop (ANC-PLL) is suggested. 
There are infinite configurations of digital low pass filters that can be used to 
extract the envelope of a rectified sEMG signal. In this study, we evaluate the 
performances of 160 filters. The lowest root mean square error computed 
between the average rectified value (ARV) of the input signal and the output 
signal envelope is 7.61% (1st order zero phase low pass Elliptic filter with 1Hz 
cutoff frequency). The shortest rise time is 24ms (2 nd order one directional low 
pass Elliptic filter with 10Hz cutoff frequency). The shortest computation time is 
0.48ms (1st order one directional low pass Elliptic filter with 3Hz cutoff 
frequency). We found that a filter which has the best performance over all 
criteria does not exist. A global best filter is selected by choosing a filter that has 
zero delays and close to the data boundary which is obtained with a curve fitting 
line. The results suggest that the 2nd order zero phase Butterworth low pass filter  
(2nd order at each direction) with 5Hz cutoff frequency shows the best 
performance. 
A thicker subcutaneous layer (SL) implies smaller surface EMG amplitude. 
Results from 10 subjects show that the thickness of the SL above the biceps 
brachii muscle decrease significantly as the arms extend in rest condition. The 
thickness of the SL also decreases significantly at 75° elbow joint angle when the 
contraction level increases from rest condition to the maximum voluntary 
contraction. We found that the averaged RMS values tend to decrease as thicker 
SL with 32.4 dB/decade. 
As the amplitude of the EMG signals recorded in single differential 
configuration above the innervation zones (IZ) is nearly zero and the IZ shifts as 
the arm extends, a linear array of electrodes or a grid of electrodes is needed such 
that the amplitude obtained from the area above the IZ can be avoided.  The 
existing guidelines for sEMG measurement, i.e. SENIAM, are applicable for 
electrodes placed in the bipolar configuration.  Therefore, characterization of 
sEMG in space to determine the ideal configuration of 2D sEMG detection 
system is needed. Three factors that bounded to the 2D sEMG detection system 
are the physical dimension of the electrode,  the distance between the electrodes 
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(IED), and the limited size of the detection system. In this study, the first and 
second factors are discussed. 
Each electrode of the detection system acts as low pass spatial filter that 
averages the potential over the electrode area. A greater size of electrode implies 
higher low pass effect. We demonstrate that larger electrode with 10mm IED 
introduces higher error in the power estimation of an instantaneous sEMG map  
compare to the map obtained with pin-like electrode and 10mm IED. In some of 
the maps, larger electrode tends to underestimate the power estimation and  in 
some other maps it tends to overestimate.  When we compare the maps obtained 
with different IED and ot its continuous sEMG map, larger IED tends to 
underestimate the power estimation which is obvious since larger IED attenuate 
the higher spatial frequency component of the sEMG maps.  
The ideal distance between the electrodes  or sampling frequency in space is 
related to the spatial frequency component of the instantaneous sEMG map. 
According to the Nyquist-Shannon theorem, to be able to reconstruct the 
continuous map without error, the sampling frequency in space should be greater 
than twice of the highest spatial frequency of the map. We establish two 
approaches to determine the highest spatial frequency component of the map: 1) 
fmax based on 90% power, and 2) fmax based on the power of the harmonics.  Based 
on the first approach, the median of sEMG spatial bandwidth is 62.5 cycles/m for 
sEMG recorded from biceps brachii and 56.25 cycles/m for sEMG recorded f rom 
medial deltoid. Based on the second approach, the median of sEMG spatial 
bandwidth is 37.5 cycles/m for sEMG recorded from biceps brachii and 21.88 
cycles/m for sEMG recorded from medial deltoid.  
Larger IED leads to aliasing, i.e. loss of information and wrong conclusions. 
In fact, we show that the relative error between the RMS of each “alias -free” 
maps (evaluated at 5mm IED) resampled with different IED and RMS of the same 
map obtained with 0.1mm IED increases as the IED increase. However, if we 
take the average of RMS in a group of 1000 maps, these errors are negligible.  
Considerations mentioned above are necessary for analyzing the sEMG RMS 
amplitude obtained from biceps brachii and brachioradialis at different elbow 
joint angles and different contraction levels. The relationship between the EMG 
signal amplitude and joint angle has been and is still discussed with diverging 
results. One of the possible reasons of disagreement is the location of IZ which is 
not considered in most of the investigations. Although we cannot generalize the 
results obtained in this study, we demonstrate that the activity of the two elbow 
flexor muscles (biceps brachii and brachioradialis) might depend on the subject. 
This difference in behavior might be introduced by the dif ferent strategies of load 
sharing between the muscles and the activity of the brachialis muscle which is 
difficult to measure via surface EMG detection systems.  
 
  
 
